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PREFACE. 



In its present form the "Elements of the Precision of Measure- 
ments and Graphical Methods" represents the ground covered in a 
brief course w)iich lias been given for a number of years at the Massa- 
chusetts Institute of Technology to all studenta in connection with 
their work in the Physical Laboratory. The author has been induced 
toamplify the printed "Notes"on this subject and give them a wider 
circulation in response to repeated requests to use them elsewhere. 
" Although prepared primarily to meet the needs of his own classes, it 
"2 is hoped, in the present form, they may prove useful in other tech- 
-^ nical schools and colleges where quantitative work forms a part of 
^ the curriculum, and also to en^neers whose work involves experi- 
j^mental testing. In many laboratories far too little weight is attached 
to the discussion of the magnitude and effect of sources of error 
on a result. This has been forced upon the writer's attention as tb: 
result of pereonal interviews with hundreds of graduate students 
entering the Institute, who apply for excuse from laboratory work. 
It is the exceptional student who has any conception how to figure 
out the precision of a final computed result from the precision 
of his individual measurements, and this is true even though his 
laboratory note-book shows his work to have been carefully and credi- 
tably performed. It is the author's firm conviction that one of tha 
most valuable and enduring benefits of physical laboratory training 
to a student of Science or Engineering is the acquisition of the proper 
view-point with which to approach an' investigation, be it either 
purely scientific or technical; that is, the abihty to recognize the 
essentials of a problem at the outset, so aa to economize both time 
and labor in its solution. Although the exercise of judgment, based 
upon the personal experience of the investigator, is essential to the 
"best solution" of any experimental problem, still it is desirable to 
direct the student's attention to precision methods at an early stage 
of bis laboratory work. Experience has shown that this may be satis- 
factorily done as soon as he has had a fittle practice in exact measure- 
ments and can handle the elements of Differential Calculus. At the 
Institute the course is given at the middle of the sophomore year, 
after the student has performed some six or eight experiments on 
^mdamental measurements hi Mechanics. Continued application of 
the principles is then made in subsequent laboratory work throughout 
the junior and senior years, and a precision discussion is regarded as 
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an important feature of the final thesis. It has been the vriter'a 
experience that students have little trouble in understanding the gen- 
eral principles involved, but meet vrith considerable difficulty in 
applying these principles to concrete problems. For this reason the 
subject is most satisfactorily taught to small sections by recitations 
based on the text and the solution of numerous problems selected from 
the book and from the current laboratory work. A close correlation 
of class-room and laboratory work is indeed highly desirable, and in 
the Rogers Laboratory of Physics it is the practice to require with 
each laboratory report a precisian discussion of the data or a solution 
of some precision problem related to the experiment. The laboratory 
manuals have been written with this in view. 

The method of treatment has been kept as brief as possible. A 
full discussion of the subject, with proofs based on the Theory of 
Probability and the- Method of Least Squares, would so enlarge the 
work as to defeat its end. Proofs of the few theorems and formulie 
which the student is asked to assume may be found in any good treatise 
on Least Squares. An escellent treatment is that given in Bartlett's 
"Method of Least Squares." A more exhaustive treatment of Pre* 
cision Methods may be found in Holman's "Precision of Measure- 
mente." 

A chapter on the solution of illustrative problems has been added 
to assist students who find it necessary to work up the subject by 
themselves. The collection of problems has been compiled from 
recent examination papers. The chapter on Graphical Methods con- 
tains specific directions for constructing graphs, and general directions 
for obtaining therefrom the functional relationship between two , 
variables. For engineering students, as well as physiciste, the method 
of logarithmic plotting wilt be found of wide application. In the 
Appendix several tables, of assistance in precision computations, 
have been added. 

In conclusion the author desires to express his indebtedness for 
many suggestions to his colleagues who have so ably assisted him in 
the instruction of this subject in recent years, and in particular to 
Professor William J. Drisko, whose experience in teaching this and 
related subjects has been most helpful. 

H. M. Goodwin. 
SECOND EDITION. 

In this edition. Section III. hoa been rearranged and extended by the 
introduction of a number of new problems which have been found useful 
in teaching the subject. These have been grouped according to the method 
best adapted to their solution, to assist those who wish to work up the 
subject by themselvw. A few minor additions and corrections to the text 
have been made. h. h. q. 
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FRECIStON OF MEASUREMENTS. 



ClMBlfication of Physical Heanirements. — All physical 
measurements may be classed as direct or indirect ac- 
cording as the measurement gives the desired result di- 
rectly, or as the result is obtained by combining the re- 
sults of several measurements by means of some formula. 
Examples of the first class are the measurement of a lei^h 
by means of a scale, the mass of a body by means of an equal 
arm balance, and the electrical resistance of a wire by the 
direct method of substitution. Examples of indirect meas- 
urements are the determination of g, the acceleration due to 
gravity, by means of a pendulum, involving the measure- 
ment of the length and time of vibration of the pendulum, 
the detennination of the index of refraction of a substance 
from measurements of the angle and the minimum deviation 
of a prism by means of a spectrometer, and the determina- 
tion of the specific heat of a substance by the method of 
mixtures in which the results of the measurement of a num- 
ber of temperatures and weights are combined. The great 
majority of problems arising in practice come under the 



RellabUity of a Result — In order that the result of any 
measurement, whether direct or indirect, may be of any 
scientific or technical value, it is nece^ry to have some 
numerical estimate or measure of its reliability. The im- 
portance of such a measure cannot be overestimated. The 
result of a test, of a study of an instrument or method, or 
of the determination of a constant, may be rendered almost 
worthless, unless the inveBtigator is able to state the degree 
of reliance which can be placed upon it. This phase of 
an investigation should be kept constantly in mind in aU 
laboratory work. The student's ability to intelligently dis- 
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8 PRECISION OF MEASUREHENTS 

CUBS the reliability of his data is regarded as of no less im- 
portance than his ability to perform accurate worl^. 

By the precision or predsum measure of a result, denoted 
for brevity by p.m., will be always understood the best nu- 
merical measure of its reliability which can be obtained after 
all known sources of error have been eliminated or corrected 
for. How this may be computed will be explained below. 
By the accuracy of a result should, strictly speaking, be un- 
derstood the degree of concordance between it and the true 
value of the quantity measured. Since, however, the latter 
is usually Unknown, it is seldom that we can obtain a numeri- 
cal measure of the absolute accuracy of a measurement. We 
must in most cases be content with an estimated or computed 
precision measure. The terms "accuracy" and "precision" 
are often carelessly used indiscriminately. 

The precision measure of a direct measurement is of no 
less importance than of an indirect measurement. As the 
precision of the latter depends primarily on the precision of 
the separate components from which it is computed, the 
method of determining a numerical estimate of the reliability 
of a series of direct observations will first be considered. 

GaBSlflcatloa of Errors. — When any quantity is measured 
to the full precision of which the instrument or method em- 
ployed is capable, it will in general be found that the results 
of repeated measurements do not exactly agree. This is 
true not only of results obtained by different observers using 
different instruments and methods, but also when the meas- 
urements are made by the same observer imder similar con- 
ditions. The cause of these discrepancies lies in various 
sources of error to which all experimental data are subject. 
These may be grouped conveniently in two classes, — de- 
terminate and indeterminate errors: 

Determinate Errors. — Determinate errors are, as their 
name indicates, of such a nature that their value can be de- 
termined and their effect on the result thereby eliminated. 
They noay be classified as follows: — 

a. Instrumented Errors. — These may arise from poor con- 
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determinate: brbors 8 

struction or faulty adjustment of an mstniment, as, for ex- 
ample, a defect in a micrometer screw, faulty graduationfl 
of scales and circles, eccentricity of circles, unequal balance 
arms, etc. 

6, Personal Errors. — ^These may arise from characteristic 
peculiarities of individual observers, as, for example, the 
tendency to always record the occurrence of an event too 
soon or too late. This frequently happens in recording 
transit observations in which the "personal equation" of the 
observer becomes an important factor. 

c. Errors of MeUiod or Theoretical Errors. — ^These may 
arise from using an instrument under conditions for which 
its graduations are not standard. 

The following illustrations will make clearer the nature of 
the above sources of error. Suppose that the arms of a 
chemical balance are slightly unequal in length. All weigh- 
ings made with such a balance will be in error due to this 
cause (if the balance be used in the ordinary way), by an 
amount depending on the inequality in the length of the 
arms. Repeated weighings of the same substance on the, 
same balance by the same method will, however, give no 
indication of the presence of this source of error. The re- 
peated independent weighings may indeed check among 
themselves to the full sensitiveness of the balance, and yet 
the result may be in error, due to the constant instrumental 
error, by a very large amount. The presence of such an error 
would only be detected by comparing the results of the weight 
of the same body obtained on different balances or by differ- 
ent methods of weighing, for the probability of the same in- 
strumental error occurring to the same extent in different 
instruments is very small. 

Again, suppose a lei^h is measured by means of a grad- 
uated scale at 20° C, while the scale is standard at some 
other temperature, say 0° 0. Repeated measurements with 
such a scale by the same method and under the same condi- 
tions would probably show a very close agreement among 
themselves, and give no clew to the presence of any constant 
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10 PRECISION OF MEASOREMENTB 

error. The result would, however, be too small, since the 
value of the units of the scale would all be too large, due to 
the expansion of the scale from 0° to 20". The error thus 
introduced by using the scale under conditions other than 
those for which it is standard is, however, determinate in its 
nature, since a knowledge of the coefficient of expansion of 
the scale and of the temperature at which it is standard, 
and also at which it is used, furnishes all necessary data 
for reducing the observed result to the value it would 
have had, had the scale been standard at the time of the 
measurement. The concordance of a series of observations 
taken under similar conditions is, therefore, no criterion of 
the absence of constant errors even of very large amount. 

To detect and eliminate such errors, it is necessary to com- 
pare the results of measurements of the quantity by dififerent 
methods, different apparatus, and, if possible, dififerent ob- 
servers, and to average such independent results by a special 
method described later; for the probability of the same source 
of error being present under such variable conditions is very 
small. An interesting illustration of the presence of a con- 
stant error escaping detection is to be found in the original 
determination of the ohm by the British Association Com- 
mittee. The excellent agreement of the observations among 
themselves lead to the conclusion that the result possessed a 
high degree of reliability. Later determinations by inde- 
pendent methods and observers gave values which differed 
from the B. A, value by over one per cent., an amount far 
in excess of the precision with which the B, A. determination 
had been carried out. Attention was thus called to the 
probable presence of some constant error which further in- 
vestigation verified. 

Residual Errors. — ^Af ter a result has been corrected as well 
as may be for all known sources of determinate errors, there 
may still remain in it small errors, the value of which cannot 
be determined, and which, therefore, fall into the second 
general class of errors, — indeterminate errors. Thus, if the 
instrumental error arising from inequality in the length of 
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INDETERMINATE ERRORS 11 

balance arms be corrected by a determination of the ratio 
of the arms, this ratio will be known to only a certain degree 
of precision, and hence the corrected result of a weighing 
may still be in error by an amount depending on the preci- 
sion with which the correction itself has been determined. 
Or, again, correcting for the expansion of a scale involves an 
experimental investigation of the coefficient of expansion of 
the material of which the scale is constructed, and this con- 
stant can be determined with only a certain degree of pre- 
cision. A result corrected by means of this coefhcient will, 
therefore, still be uncertain beyond a certain point due to 
the uncertainty in the value of the coefficient used. These 
small errors remaining, becjause of the impossibility of com- 
pletely correcting for constant errors, are called residual 
errors: their numerical value and algebraic sign cannot be 
determined, but usually limiting values may be estimated ' 
and assigned to them. For this reason they are properly 
grouped and treated under the second general class of errors 
mentioned, — indeterminate errors. 

Indeterminate Errors. — Accidental; Residual. — Experience 
shows that, when a measurement is repeated a number 
of times with the same instrument and by the same ob- 
server under apparently the same conditions, the results 
usually differ in the last place or sometimes last two 
places of figures. Thus in so simple a measurement as the 
deterramation of the distance between two lines with a scale 
graduated in millimeters, successive measurements will not 
agree to one-tenth millimeter if fractions of a millimeter are 
estimated by the eye. Errors which give rise to such varia- 
tions which at one time cause a result to be too high and 
at another too low are due to causes over which the observer 
has no control, such as sudden temperature fluctuations which 
may give rise to unequal expansion of different parts of an 
apparatus, or to changes in refraction, barometric changes, 
shaking of the instrument due to mechanical jar or to the 
wind, etc.; and, more important still, to physiological causes 
arising from imperfections or fatigue of the eye or ear 
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12 FRECISIOK OF MEABUREUENTS 

of the observer. The magnitude and sign of errors arisiog 
from such causes have been shown, however, to follow 
a perfectly definite law, — namely, the law of chance. Thti 
nature of this law may be illustrated as follows. Suppose a 
thousand shots be fired at a target by a skilled marksman 
under conditions as nearly alike as possible. Experience 
shows that the shots will be distributed in a manner which 
at first sight seems entirety irregular, but which on more 
careful examination will be found to be approximately in 
conformity with a perfectly definite law. In an actual case 
obtained with a target ruled in horizontal sections by lines 
one foot apart, the centre line (corresponding to the bull's 
eye) being in the middle of one df these spaces, the follow- 
ing results were obtained; — 
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If a plot be made with the number of shots fatlmg in the ~ 
several sections aa ordinates and the distance of the corre- 
sponding spaces from the central line as abscissfe, we obtain 
Figure 1. From this it appears that plus and minus devia- 
_ tions of the shots from the central line are about equally 
frequent, and that small deviations occur with much greater 
frequency than large ones. If the number of shota (corre- 
sponding to observations) be increa^d, the irregularities pres- 
ent in the curve will tend to smooth out, and it can be 
shown mathematically that in the limit the curve represent- 
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iog the law of chance takes the general fonn shown in Fig* 
ure 2, the equation of which ia 

Here y is the frequency of the occurrence of an error of the 
magnitude x, and A is a constant, the value of which depends 
on the character of the observations and which affords a 
measure of their precision. The curve represented by this 
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14 PRECISION OF MEASUREMEHTS 

equation is called the Curve of Error. By inspectioa it is 
seen that: — 

First. — Soiall errors occur more frequently than lai^ ones 
(curve of error has a maximum for x = o); 

Second. — Very large errors are imlikely to occur (curve is 
asymptotic to the axis of X) ; 

Third. — Positive and negative errors of the same numerical 
magnitude are equally likely to occur (curve of error is sym- 
metrical with respect to axis of Y). 

Since accidental and residual errors of a- series of observar 
tions follow the law of chance, they may be properly subjected 
to mathematical treatment based on this law. It must be 
remembered, however, that, since the law itself represents 
a limiting case, corresponding to an infinite number of ob- 
servations, deductions from it apply to a finite number of 
observations only with a certain probability which becomes 
less the smaller the number of observations. 

The Method of Least Squares. — As already pointed out, 
in the great majority of measurements the true value of the 
quantity is unknown and cannot be determined. Were it 
known, a measurement would be superSuous. All that we 
can hope to obtain from our experimental data is the most 
probable value of the quantity or quantities in question. 
In many cases this is a simple matter; but in others, where 
the number of observations is larger than the number of 
unknown quantities to be determined, the problem may 
become one of some difficulty. The branch of mathematics 
which treats of the general problem of the adjustment of 
errors of observation so that their effect upon the result is 
reduced to a minimum, and the best representative values 
of the desired quantities thus obtained, is called Least Squares, 
the name being derived from the criterion upon which the 
adjustment of the observations is based, f , This states that 
the most probable values of a series of related observations 
arc those for which the sum of the squares of the errors is 
a minimum.!! Certain deductions from the theory of Least 
Squares will be assumed as demonstrated in the course of 
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ARITHMETICAL MBAN 15 

this work. For the proofs the student is referred to Bart- 
lett's Method of Least Squares or other treatises on the 
subject. An illustration of the method as applied to the 
computation - of the constants of an empirical equation is 
given under Graphical Metliods. 

The Arithmetical Mean.— Deviation Heasores. — We will 
now consider the precision discussion of a series of direct 
measurements. Let Oi, Aj, . . . a„ be a series of observations 
on a quantity, all of which possess an equal degree of prob- 
ability. Under these conditions the most probable value 
of the quantity is given by the arithmetical mean, m, of the 
series, i.e. 

m = -. (1) 

Since the true value of the quantity is unknown, the error 
of each of the observations and of the mean, m, cannot be 
determined. We can, however, obtain a numerical measure 
of the amount by which each observation differs from the . 
mean value, and from this the jtrobable deviation of the mean 
can be computed. The difference between the value of any 
observation of a series and the mean value of the series is 
called the deviatitm of thai observation from Ihe mean. It 
is to be distinguished from the absolute error of the obser- 
vation, i.e., the difference between the observed value and 
its true value, from which it may differ widely. Deviations 
as thus computed follow the same law as indeterminate errors, 
i.e., the law of chance, and are subject, therefore, to the *■ 
same mathematical treatment. They give a measure of 
the magnitude of the accidental error of a measurement, but 
evidently afford no indication of the presence or magnitude 
of any constant errors which may be present. 

If the numerical deviations (^, dg, <^, ... d„, be computed 
for any series of observations as above, their algebraic sum 
will be zero, since the sum of the positive deviations is equal 
to the sum of the negative deviations. If, however, their 
arithmetical mean be computed, disregarding th^r sign, the 
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16 PBBCISION OF HEABnBElfBNTS 

result will be a number which expresses how much on the 
average any single observation of the series taken at random 
is likely to differ (plus or minus) from the mean, m. Hiis 
average value 

is called the average detnation of a single observation, and will 
be denoted by a.d. In recording data as a^, a,, . . . a,, space 
should always be left for computing the deviations di, df, 
. . . d,, respectively, and their a^. as follows: — 

Oi — m = di 
oa — m = da 
a, — m = dt 



-»t==d» 



Looked at from anotlier point of view, an a.d. is a numerical 
measure of the amount by which a new observation taken 
under the same conditions as before is likely to differ from 
the mean value, m. It gives a numerical measure equaUy 
likely to he plus or minus, of the imcertainty of any 
single observation of the series, so far as the measurement 
is afiFected by accidental errors. 
'^ Deviation oi the Hean, A.D. — In general, however, it is 
the reliability of the mean that we desire to laiow rather 
than that of a sii^le observation. As the mean has a higher 
degree of probability than any single observation irora which 
it is computed, it must evidently have a smaller deviation 
than a single observation in proportion to its greater reli- 
ability. It can be shown that an arithmetical mean com- 
puted from n equally probable observations is Vn times as 
reliable as any one observation. Hence, if the deviation 
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measure of a single observation of a series is a.d., the devia- 
tion measure of the mean of n such obaervation ia only -= 
as great; i.e., the deviation of the mean, denoted by A.D., is, 
A.D. = '^. (3) 

Thus, if the mean value of nine measurementa of the dis- 
tance between two lines is 1.3215 mm. and the average devia- 
tion of any one of the measurements is found to be a.d. := 
0.0033 mm., the mean will have a probable deviation not ,, „-r 

0033 ^j^t-'i' '"' 

greater than ■ ' ■- ^ ■-=a 0.0011 mm. From this it will be seen ■'«■ " '^ 

that in general it does not pay to increase the number of 
observations beyond a certain limit, say nine or sixteen, as the 
time and labor involved soon become excessive, without a 
corresponding increase in the precision attained. 

Fractional and Percentage Deviation Measures — It is fre- 
quently convenient to express the reliability of a quan- 
tity as a fractional or as a percentage part of the quantity 
itself. Thus we have in very common use the two following 
deviation measures derived from the preceding: — - i puif 



)' 



the fractional deviation of the mean = — ^ — : ; . Z 

m ' 'vvi - . 

the percentage deviation of the mean = 100 — ^— ^. 
m 

Since these measures are never computed to more than two 
significant figures, see page 23, a and m, being approxi- 
mately the same, may be used indiscriminately in the com- 
putation. 

Deviation Heasure vs. Precision Heamre. — A little con- 
sideration will make clear that all of the above demotion 
measures give a measure of the magnitude of errors of that 



i"-\.. 
*^.- '' 



, Google 



18 FRECIBION OF MEASCREUENTS 

type which has been classed as accidental. A result may 
be eeriously in error due to residual errors, and yet the ob- 
servations show a good agreement among themselves, and 
their deviation measure be correspondingly small. If the 
magnitude of the residual errors can be estimated, we may 
compute the true precision measure, abbreviated p.m., of 
the result as follows: — 

Let the estimated magnitude of the residual errors be 
fit ^ai • • • '"n- I*t d.m.' represent the value of the deviation 
measure of the accidental errors. This may be expressed as 
an average, fractional or percentage deviation, but, which- 
ever is chosen, the residuals must be expressed in the same 
way. It can then be shown that the most probable measure 
of the reliability of the result will be given by the expression : — 

^a ='d^.^ _|_ r^a + ra" -I- . . . -\-,J, (4) 



or p.m. = ^d.m? -^ r-^ -\- t^ ■\- ■ ■ ■ + r^- (4a) 

Thus the precision measure of a result differs from its devia^ 
tion measure in that it includes the effect of residual as well 
as of accidental errors. In a great many cases the value of 
the residuals is negligible compared with the magnitude of 
the accidental errors. In this case p.m. ■= d.m. The sym- 
bol S will be used to represent the value of p.m. or d.m. in- 
discriminately, as the latter is only a special case of the 
former when S?^ is negligible. 

It will be shown on page 31 that any smgle residual r^ 
may be regarded as negligible m computing p.m. if 

r. = ip.m. (5) 

Also that any number p of residuals are simultaneously neg- 
li^ble if 

V^-i' + ra^ + . ■ ■ + %' < i V.m. (6) 

The Probable Error and the Mean Error — In the discus- 
sion of observations by the method of Least Squares and 
in many foreign treatises certam other measures are in 
common use; namely, the so-called probohle error and the 
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mean error. The "probable error" of an observation is of 
such a magnitude that the probability of making an error 
greater than it is just equal to the probability of making 
one less than it, both probabilities being one-half. The 
probable error of a single observation and of the mean 
of n observations are given by the expressions 



p.e. = 0.6746Y/^^and P.£?.=t 0.6745 v/ ^^ 



-1 'n(7i — 1) 

respectively, where S»f is the sum of the squares of the 
deviations of the single observations from the mean. 
The following approximate formulae are more convenient 
forms to use for purposes of computation: 

p.e. = 0.8453 ', =^ and P.E. = 0.8453 l^—= • 

^ \n{n — l) n^n — 1 

The "mean error" /» is defined as the square root of the 
arithmetical mean of the squares of the errors. It is 
seldom used except in treatises on Least Squares. 

It can be shown from the equation of the curve of error 
(p. 13) that, interpreted geometrically, p.e.=OP, the ab- 
scissa of the ordinate which divides the area OXY into 
equal parts; a.d. = OD, the abscissa of the ordinate pass- 
ing through the center of gravity of the half area; and 
ji, = OM, the abscissa of the point of inflection of the curve. 
From this it follows that 

0.4769 , 1 1 



p.«. =0.85 o.d. =0.67,*. 



Although the probable error is frequently used by physi- 
cists as a precision measure, the average deviation is 
simpler, and will be adopted throughout the present work. 
Weights. — It frequently happens that it is necessary to 
average a series of results which have not been taken under 
like conditions, and which are not all equally probable; i.e., 
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which do not have the same preciaioD measures. In this case 
it is first necessary to assign relative weights to the obser' 
vations, so that, in taking the average, the more precise 
measurements may be given a proportionally greater 
"weight" than the less precise meaeurementa. 

It can be shown that the relative weights of a series of 
observations are inversely proportional to the squares of 
their precision measures; i.e., if pi, pj, pg, . . . etc., are the 
weights of a series of observations whose respective precision 
measures are 6i, Sa, 83, • ■ • etc., respectively, 

?.:;>.:?»:... -i:i:i:.... (7) 

In determining the values of p, the nearest romid numbers 
satisfying the above proportion should be "chosen. 

Since the various precision and deviation measures differ 
from eaci other only by a constant factor, any one of them 
may be used in computing "weights." It is, of course, neces- 
sary, however, that the same measure be used throughout 
iany given discussion; i.e., it is not permissible to express 
the precision of one quantity as an average deviation, another 
as a probable error, and a third as a percentage error. 

The Weighted Hean. — Having obtained the weights Pi, Pi, 
Pi, etc., to be assigned respectively to a series of quantities 
mi, wij, THg, etc., the best representative value or weighted 
mean will evidently be given by the expression 

^ _ Pi X m, + Pa X ^ + P» X wg . ■ ■ .g. 

Pi + Pa + Pa + • - . 
Rejection of ObservationB. — In a series of measurements 
taken under similar conditions, it not unfrequently happens 
that an observation will differ quite widely from others in . 
the series, and the tendency to regard such an observation 
as erroneous and to reject it is great, particularly among 
beginners. If such an observation obviously contains a 
mistake, as, for example, the recording of a wrong number, 
the recording the wrong scale division, the incorrect adding 
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up of we^ts, etc., it may, of course, be legitimately re- 
jected. If, however, no mistake is apparent, the observa- 
tion should never be rejected without the most scrupu- 
lously unbiassed judgment on the part of the observer or 
the application of some mathematical criterion for the 
rejection of doubtful observations. For the experienced 
observer the former procedure is preferable, even though 
several mathematical criteria, Peirce's, Chauvenet's, etc., 
have been deduced, which are very satisfactory when 
the niunber of observations considered is large. In most 
physical work the number of observations is not very 
great, however, and one widely discordant from the others 
has an undue weight on the value of the mean. It is 
frequently better to reject such an observation, even 
though it contains no apparent mistake. A good cri- 
terion to follow in such cases is the following : — 

Compute the mean and the average deviation a.d., 
omitting the doubtful observation. Compute also the 
deviation, d, of the doubtful observation from the mean. 
If d ■> 4 a.d., reject the observation, since it can be shown 
that the probability of the occurrence of an observation 
whose deviation is equal to four times the average devia- 
tion is only one in a thousand. An error of this unusual 
magnitude is called a Huge Error. 

Computation Rules and Significant Figures. — ^It is prob- 
ably true that at least half the time usually spent on com- 
putations is wasted, owing to the retention of more figures 
than the precision of the data warrants, and to the failure 
to use either logarithms or a slide rule instead of the 
lei^thy arithmetical processes of multiplication and divi- 
sion. An important feature of physical laboratory work is 
the proper use of signi&cant figures in recording data and 
in subsequent computations. The habit should be ac- 
quired at the outset of rej ecting at each stage of the work all 
figures which have no influence on the final result. 

Rules for the correct use of significant figures are dis- 
cussed in the introduction to Holman's "Computation 
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Rules and Logarithm Tables" which may very advantageously 
be used in connection with the laboratory work. A fuller 
discussion, including the demonstration of these rules, is 
given in Holman's " Precision of Measurements." The 
following brief statement of the rules is essentially that 
given in these works : — 

A Digit is any one of the ten characters 1, 2, 3, 4, 5, 6, 7, 8, 
9,0. 

A Significant Figure is any digit to denote or signify the 
amount of the quantity in the place in which it stands. Thus 
zero may be a significant figure when it is written, not merely 
to locate the decimal point, but to indicate that the quantity 
in the place in which it stands is known to be nearer to zero 
than to any other digit. 

For example, if a distance haa been measured to the nearest 
fiftieth of an inch, and found to be 205.46 inches, all five of 
the figures, including the zero, are significant. Similarly, if 
the measurement had shown the distance to be nearer to 
205.40 than to 205.41 or to 205.39, the final zero would be 
also significant, and should invariably be retained, since its 
presence serves the most useful purpose of showing that this 
place of figures had been measured as well as the rest. If 
in such a case the quantity had been written 205.4 instead 
of 205.40, the inference would be drawn either that the 
hundredths of an inch had not been measured or that the 
person who wrote the number was ignorant or careless of 
the proper numerical usage. Failure to follow this simple 
rule is a common source of annoyance and uncertainty. 

A zero, when used merely to locate the decimal point, 
is not a significant figure in the above sense; for the 
position of the decimal point in any measurement is 
determined solely by the unit in which the quantity 
in question is expressed. The number of decimal places 
in a result has, therefore, in itself no significance in 
indicating the precision of a measurement. For exam- 
ple, suppose a certain distance is found to be 122.48 
an. with an A.D. of 0.12 cm. The percentage pre- 
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120. 

suit contains five significant figures, and its precision remains 
the same, namely, 0.10%, whether it be expressed as 1.2248 
meters, A.D. = 0.0012 m., or 1224.8 mm., A.D. = 1.2 mm. 
The statement that the distance is measured to 0.12 cm. gives 
no idea of the precision of the measurement unless the distance 
itself is stated. A fractional or percentage precision measure, 
on the other hand, gives a definite idea of the precision of the 
measurement without any further statement, as it involves 
both the value of the quantity and its average deviation. 

The following rules are deduced subject to the condition 
that the accumulated errors in a computation shall not affect 
the second unreliable place of figures in the final result by 
more than one unit, even though as many as sixteen rejec- 
tions of figures are made in the course of the computation. 
This is a safe limit to assume for most physical work, as it 
is seldom that more than this number of quantities or oper- 
ations enter into any single computation. 

Rule I. — In rejecting superfhious figures, increase by 1 the 
last figure retained, if the jollowing figure (that rejected) is 5 
or over. 

Rule II. — In all deviation and precision Tneasures retain 
two, and only two, significant figures. 

The reason for this rule is as follows: consider the above 
example where the length measured is m = 122.48 cm. with an 
A.D. = 0.12 cm. The significance of the A.D. is that the 
place of figures in m occupied by the 4 is xmcertain by 1 
imit, and that the next place of figures occupied by 8 is un- 
certain by 12 units, while the third decimal place would be 
uncertain by at least 120 units; i.e., by an amount which 
would render it practically worthless. In general, the place 
of figures corresponding to the first significant figure of the 
deviation measure is somewhat uncertain (from 1 to 9 imits), 
while the place corresponding to the second significant figure 
in the deviation measure is uncertain by ten times this amount 
(10 to 90 units, or, more exactly, 10 to 99 units). Beyond 
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this place the significance of additional figures is so slight as 
to be of no value ; hence, as deviations and precision meas- 
ures are at best only estimates of the reliability of a result, 
it is useless to compute them to places of figures which have 
no real significance in the result to which they refer. 

If the first significant figure of the precision measure is as 
great as 8 or 9, in which case the place of figures in the data 
corresponding to the second place in the precision measure 
is unreliable by 80 to 90 units, it is usually sufficient to 
retain but one significant figure iu the precision measiu^. 

Rule III. — Retain as many places of figures in a mean Te~ 
suit and in data in general as correspond to the second place 
of significant figures in the deviation or ■precision measure. 

Two places of doubtful figures are thus retained in data 
and computations rather than one, so that accumulated 
errors due to rejections in thecourse of a computation may 
not affect the first place of uncertain figures in the result. 

Rvh IV. — The sum or difference of two or more quanti- 
ties cannot be more precise numerically than the quantity 
having the largest average deviation. Hence, in adding or 
subtracting a nuT/^>er of quantities, find the average deviation 
of each, and then retain in each quantity as many places of 
figures as correspond to the second place of significant figures 
in the largest deviation. 

Rule V. — In multiplication or division the percentage 
precision of the product or quotie Jcannot be greater than 
the percentage precision of the least precise factor entering 
into the computation. Hence, in computations involving 
these operations, the number of significant figures to be re- 
tained in each factor is determined by the number properly 
retained under Rule III. in the factor which has the largest 
percentage deviation. Computations involving a precision 
not greater than J^ per cent, should be made with a shde 
rule. For greater precision logarithm tabl^ should be 
used. If multiplication and division must be resorted to, 
the "short method" of rejecting all superfluous figures 
at each stage of the operation should be adopted. 
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Rule VI. — In carryirig out the operations of mvUiplicatum 
and division by logarithms, retain as many figures in the man- 
tissa of the logarithm of each factor as are properly retained 
in the factors themselves under Ride V, 

Preclsloii Discussion of Indirect Measurements. — We will 
now consider the precision discussion of indirect measure- 
ments; i.e., those in which the iinal result is a more or less 
complicated fimction of one or more directly measured 
quantities. Two distinct classes of problems may arise: 

First. — ^The precision measures of the directly measured 
components are known (determined as above described), and 
it is desired to find the precision measure of the final result. 

Second. — The desired precision of the final result is stipu- 
lated at the outset, and the problem is to ascertain what 
precision is necessary in the components, in order that the 
accumulated effect of the errors in these on the final result 
shall not exceed the prescribed limit. 

The importance of these problems cannot be overesti- 
mated; for, in the first case, a final result, be it the result 
of chemical analysis, the value of a physical constant, the 
algebmic expression of a law, or an efficiency test of an en- 
^e, is practically worthless unless a numerical estimate 
of its reliability can be stated. In fact, it may be worse 
than worthless if carried out to indicate a higher precision 
than the data warrant. And the second case is of equal 
importance; for, unless an invest^tor makes a preluninary 
precision discussion of his method and apparatus before 
beginning work, so that he may know, at least approx- 
imately, how precisely each quantity entering into the final 
result should be measured, the chances are that much 
time and labor will be wasted in measuring some compo- 
nents more precisely than necessary, while others will be 
measured to a degree of precision which will render impos- 
sible the attainment of the desired precision in the final 
result. 

Rotation. — In the precision discussion which follows, the 
following notation will be adopted. 
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M = the final computed result of any indirectly measured 
quantity. 

& ^ numerical precision measure of M. 

mj, m^, . . . = directly measured quantities, which may 
be either mean results or single observations. 

81, S3, ... ^ the numerical precision measures of mi, thj, 
. . . respectively. 

The values of 8 might be expressed as average deviations, 
probable errors, or mean errors, discussed on page 19. In the 
discussion of any given problem, however, the same kind 
of precision measure must be used throughout; i.e., in any 
given problem it is not proj)er to express the precision meas- 
ures of some quantities as probable errors, others as average 
deviations, and still others as percentage or fractional de- 
viations. In Oie following discussion we skail always assume 
values of & to be expressed as deviations.* 

ii, ij, . . . , will be used to denote the deviations pro- 
duced in M by deviations Sj, 8j, . . . in the components 
mi,m,,... respectively. 

From the above notation it follows that, 



-^ , -^ . . = the fractional precision of the components 

mj, WI3, . . . respectively ; 
100 — , 100 -^ , . . . = the percentage precision of the com- 
ponents mi, m^, . . . respectively. 
In general 

M = / (m„ wia, . . . m„), (9) 

which for brevity may be written M ^f { ), where the 
form of the function is determined by the formula by which 
M is computed from mi, m,, etc. The first class of problems 
may then be stated mathematically as follows: — 

every value of or A Ib usuaUy omitted. 
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Cue I. — ^The Direct Problem. Given the precision meas- 
ures 81, Sj, . . , 8„, oj the component measurements m^, m^, 
. . . m^, to compute the precision Tneasure i^ of the result M. 

The solution of this problem is obtained by finding, first, 
the effect of the deviation in each component on M, and 
then combinii^ these separate effects to get the resultant 
effect. The method 'of computation to be followed in this 
last procedure depends upon the law to which the deviations 
concerned are subject, and will be considered below. 

Separate Effects. — The effect of a deviation St in any com- 
ponent mt will be to produce a deviation ji^ hi M of an 
amount 



_9M 



= ^,/( ).8., (10) 

i.e., an amount equal to the rate at which the value of the 
function M^f { ) changes as m* changes (the other com- 
ponents mj, n?a, . . . etc., remaining constant), multiplied 
by the actual change 8* in m^, or, in other words, the partial 
differential coefficient of the function with respect to m^ 
multiplied by the actual deviation S* in mi,. 

Bxtunple 1. — Find the deviation in the volume of a 
sphere whose diameter is 10.013 cm., if the average devia- 
tion in the measurement of the diameter is A.D. = 0.012 cm. 

Comparing with the notation on page 26, it is evideat tliat 
M=V = f{ ) = iTD«, 
m = D= 10.013 cm., and « = A.D. = 0.012 cm. 
The computed value of F ia 

V = \ X 3.1416 X 10.013* 
= 525.64 C.C. 
fiy (10) the deviation A in this volume produced by Uie 
deviation S in the diameter is 

= 1 r. 3Z)« . S 

= tX3.1 X3X 1(^X0.012 



,y Google 



PREaSlON OF MEASDSEMENTS 
i.e., the volume 525.5 c.c. is uncerttun by 1 .9 c.c, or bf 19 putt 
in 6300. A deviation of 100 g = 100 5^ =0.12% in the 
diameterintroduceeadeviationof lOOy = 100-g=== 0.36% 
in the volume, i^., a percentage deviation three timet 
as great. In this case V ia a function of only a wn^e vari- 
able, hence the resultant deviation in V is ^ven at once by 
the above result. 

Bxampl* 2. — ^What will be the numerical deviation in the 
value of g, as determined by a second's pendulum, due to 
a deviation A.D. = 0.0020 second in the determination <tf 
the time of vibration, and a deviation ^.D. ^0.10 cm. m 
the determination of die length? 

Hence in the general sotatjon M ^g^f (_ ) =. --g\ 
mi^Z = 100 cm.; mj = (=l sec.; *i ^ Sj = 0.10 cm.; 



J, = 5 = 


: 0.0020 8ec. 


The deviaUon At 


b g produced 


by (10) 




A.- «>/'"" 



= jj- X 1 X 8j 

= ^ X 1 X 0.10 

= 0.96-^; 

M., a deviation of O.IO cm. in 

produce a deviation of 0.96 — '-, in the value of g. 

Similarly the deviation A, in ^ due to the deviation S| in t 

is by (10) 

^ 3t\ 1* ) 



2 X 3.1' X 100^ 
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i^., a deviation of 0.0020 sec. in the meaaurement (rf the time 

will introduce an uncertainty in the value of of 3.8 ^^ • 
sec. 

The negative sign simply indicateo that a positive deviation in 

( produces a negative deviation in g, and viet vena. Since all 

deviations ore equally likely to be plus or minus, in pre> 

cision discussions no attention is usually paid to the sign 

resulting from differentiation of a function. By a direct 

application of (10) the effect of a deviation in any single 

component on a final result may always be computed. A 

much shorter method than the above, applicable in certain 

special coses, will be pointed out below. 

ResuUant Effect. — To find the combined or resuUani effect A, 
on the final result of the separate deviations Aj, Ag, . . . etc., 
produced by the components. 

If it is deured to find the maximum resultant effect 
of several deviations ±A], ±As, . . . ±A„, it is casumed 
that they occur simultaneously with the same sign. The 
resultant effect will then be their arithmetical sum, i.e., 

A = Ai+Ab+ . . . +A„. (11) 

This case is of importance only when an estimate of 
the extreme limit of error is desired. 

The important case to consider is that in which the values 
of 4i, Aa, . , . etc., are equally likely to be plus or minus and 
of a magnitude determined by the general law of deviations. 
If each A* is computed by formula (10), page 27, i.e., 

these conditions will always be fulfilled, since the values of 
Si which determine A^ are of the nature of true deviations. 
Under these circumstances the most probable resulting devia- 
tion A, in M, can be shown by the method of Least Squares to 
be that obtained by combining the values of Aj by the formula 

A> = A,a + Aj« + . . . + A»„, (12) 

or A = V^^ + Aa* + . . . + A,'. (12a) 
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This does not give us an exact solution of the problem, but 
rather the solution which in the long run is better than that 
obtained by any other method of combining the values of 
.At. It is to be noted that by this method of computation 
the effect of the sign of individual deviations A* is elim- 
inated. The resultant deviation a is, of course, to be re- 
garded as equally likely plus or minus. 

Example 2 (continued). — Thus in Example 2 the com- 
bined effect of the deviations in I and in f on the value of g 
is to be found by taking the square root of the sum of the 
equaree of the deviations Ai and it, which il and it sep- 
arately produce in g respectively; i.e., 



Hence a de^^tion of 0.10 cm. in 2 and 0.0020 sec. in ( wiU 
make the value of j = 980 ^=^ uncertain by nearly 4 ^=i. 

Criterion for Negligibility of Deviations in Components.— It 
is frequently important to determine whether the deviation 
arising from one or more components may be neglected 
in computing the a of the final result. For this purpose 
the following criterion may be deduced. 

As explained under rules for significant figures on page 
23, two significant figures are all that should be retamed 
m any deviation measure. A quantity which affects a re- 
Bult by only ^ the amount of its deviation or precision 
measure will therefore affect it only in that place of significant 
figures corresponding to the second place in the deviation 
measure. This place is so uncertain that such an amount 
may in general be regarded as negligible. Althoi^h the 
assumption that -^ p.m. or -^ d.m. is negligible is some- 
what arbitrary, it has been found to be a convenient and 
practical criterion to adopt. 

Suppose, therefore, that the value of the A of some quantity 
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M is made up of deviations Aj, Ag, . . . Aq, arising from 
various deviations 81, Sj, . . . 8„, in components mj, m^ . . . 
m^. May any of these A's, as A», be neglected in com- 
puting A, or, in other words, may any of the components, 
as rrtt, be regarded as being without sensible error on Mt 
To answer this question, let 

and a' = VajS + i^s -j. . . . -|_ 4^2 with i* omitted. 
Then, if A — A' < ^V -^ 

or 4' > 0.9 A, 
by the above criterion A^ may be considered as negli^ble. 
But At* = A« — A" 

= A= (1" — 0.9«) 
= 0.19 A = 
.-. Ai = 0.43 4. 
Hence the deviation in any component m may be neglected 
in computing the A of M, if its effect on Af is equal or less 
than 0.43 A. A still safer and more convenient criterion to 
adopt, since the number of components considered is usually 
small and hence the assumed formula of squares is less 
rigidly applicable, is 

Ai = 0.33A=jA. (13) 

In the same way it can be shown that deviations in any 
number, p, components are simultaneously negligible if 

Va,* + 4,3 _^ . . . A^a = J ^ (14J 

The above criterion also applies to the rejection of residuals 
m computing the value of the precision measure by the 

formula p.m. = \d.m." + rj" + r j^ + . . . r„', as stated 
on page 18. 

Case II. — The Converse Problem. Given a ■prescribed pre~ 
ctsian A to be attained in the fnal resvU M, to find the aliov}- 
i Sj, 8a, etc., in the components mj, m^, etc., re- 
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gpectively, such that their amAined effect on M shaU not exceed 
the value of A. 

We have seen that when the deviations follow the law 
of errors. 

If the value of A is ^ven and no further conditions im- 
posed, there are evidently an infinite number of solutions 
to the problem; i.e., an indefinite number of values can be 
found for -ii, ^, ■ . ■ etc. (and hence for the correspond- 
ing values of 81, 8j, . . . etc.), which will satisfy the above 
equation. 

The most advantageous distribution of errors among the 
components will evidently be that one by which the desired 
precision is obtained with the mmimum expenditure of 
time and labor on the part of the experimenter. As this 
will vary greatly with each individual problem, no mathe- 
matical criterion can be formulated which will embrace 
all caaes. It is best, therefore, at least for a preliminary 
distribution of errors among the components, to so adjust 
them that the errors inherent in each variable or component 
shall produce the same effect on the final result. This is 
spoken of as the solution of the problem for " equal effects." 

Solving the formula for resultant effects subject to this 
condition, i.e., 

we have 

hence for any component, 

i. = 4=. (16) 

Vn 

Having thus determined At, the corresponding value of 8j 
can be found at once by equation (15). 
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Example 3. — How precisely should the time of vilnration 

and length of a seconds pendulum be meBsured in order that 
the computed value of g may be reliable to one-t«&th of one 



As the pendulum is stated to be a "seconds" pendulum, 
( ••= one second and I = 100 cm. approximately. It is fmther 

stipulated that 100- ^0.10; hence the allowable resultant 

deviAtion A in g must not be greater than A — gx 0.0010 

— 0.S8 ^=j. We are to find the allowable values of St and Si, 

which will give this precision. Solvii^; the problem subject 
to the condition of equal effects, — i.e., that the resultant de- 
viation in p is caused equally by the deviation in ( and in I, — 
we have 

^_^a98cm^ cm. 

^ Y'2 see? ' sec."' 
Hence the allowable' deviations in the time and length mea». 
urements must be reduced to such a magnitude that they do 

not separately produce a deviation in g greater than 0.70 =q 
respectively. But by the general equation (10), page 27 



or 0.70= 

hence Sj - 0.00037 si 



SM„„, ...I.j.-ICJL).,..!'.., 



cm. 3.r 
or 0.70 =^ - 77 ^= 1 . ii 

hence ii '■• 0.073 cm. 

The time of vibration of the pendulum should there- 
fore be measured to 0.00037 sec, and its length measured to 
0.073 cm. 

The Fractional or Percentage Method of Solution.^ — The 
preceding formulae for obtaining the precision of a final 
result from the known or estimated precision of the com- 
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ponent measurements, and for calculating the necessary 
precision of the component measurements when the de- 
sired precision of the final result is stipulated, are entirely- 
general, and by them any type of problem can be solved. 
It is to be particularly noted throughout the precedii^ 
discussion that the values of the precision or deviation 
measures^ and A are numerical deviations expressed in 
the same units as the quantities to which they refer. 
Percentage and fractional deviations should not be used 
when applying the general formulse (10) to {12a}, (15) 
and (16) . If in the statement of a problem, as in example 
3, the fractional or percentage precision is given, the cor- 
responding deviations B or A should first be computed 
before proceeding with the solution. 

There are, however, a large number of formulie which 
may be discussed with a great saving of time and labor 
by the use of percentage or fractional deviations. This 
is the case whenever the function Af =/(mi, nis, . . . wi„) 
can be put in the form of a product of the general type 

M=k . mi' . ma* ... mi (17) 

where k, a, b, . . . p are constants (positive, n^ative, 
fractional, or integral). For all such cases a very simple 
relation holds between the fractional or percentage devia- 
tion in any component and the fractional or percentage 
deviation which it produces in the final result. This 
may be shown as follows. Applying the general for- 
mula (10) for separate effects to the above special case, ■ 
we have for the deviation 4i in M produced by 8i in nti 

Ai = -^ .Si={k.m/...mO • ami'^%. 

Dividing through by equation (17) 

-^=a . ^ (18) 

M nil 

8, 
».e., a fractional deviation — in mi produces a fractional 
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deviation a times as great in the final result. Thiis, if 

8, 
0=2, a deviation of one per cent. (100 — =1) in mi will 

introduce a deviation of two per cent, in M, no matter 
what the value of the remaining factors in the expression 
may be. The separate effect of a known fractional or 
percentage deviation in any component on the final 
result may therefore be stated at once by inspection, 
whenever the formula under discussion can be put in 
the above form. 

Since the formula for Resultant Effects (12o) may be 
put in the form 

the complete solution for any product fimction of the 
type given by equation (17) may be written down at 
once by inspection as 



s=v/(4:)"+('a'+-(''i)' <-) 

if the fractional deviations — , etc., of the components 

are known. 

Similarly, the solution of the converse problem for a 
product function is equally simple, as the condition for 
equal effects, page 32, may be written 

MM ■•• M ■•• M ^^^f 

and hence the allowable fractional deviation in the final 
result which any component as m* may produce is 

W^^'M ^^^ 

where j7 is the prescribed fractional deviation of the 
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final result which must not be exceeded. Having thus 

determined the value of -j^, we obtam at once the allow- 

- in the corresponding com* 

ponent m* by inspection from the simple relation ex- 
pressed by equation (18). 

Since the exponents o, h, c, etc., of the factors may 
have negative as well as positive values, the above solu- 
tions apply to formulae involving division as well as mul- 
tipUcation of factors. 

It ia to be especially noted that, if the function M in- 
volves the sum or difference of several components, or 
is a trigonometric or logarithmic function, no simple 
relation exists between the fractional deviation of a com- 
ponent and the fractional deviation which it produces in 
the final result. The above special method of procedure 
is, therefore, inapphcable to such cases. This will be 
readily seen from the following simple example. Sup- 
pose 

M = a m,+6m2. 

Then A, = g^.8i = o.8, 

and 



from which it appears that -A stands in no simple relation 

to -^ unless the term 6 »i2 happens to be n^Uglble in 

m\ 
magnitude compared with a mi, in which case we should 
have assumed at the outset for our precision discussion 
that M=ami approximately. 

It frequently happens, however, that apparently com- 
plicated functions can be transformed into a simple 
product of factors by changing variables or notmg that 
certain components may be neglected in the precision 
discussion. When this is possible, the fractional method 
may be appUed with advantage to each factor. 
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Bzanqile 4. — The eolution of problem 2 may be obtained 
much simpler by the fractional or percentage method than by 
the general method as worked out on page 28. For the 
formula g~ tV; ■> ir't f-* is evidently a simple product funo- 

tion of the variables I and (. To find the deviation in g 
due to a deviation of Si — 0.10 cm. in I and a deviation 
I, = 0.0020 second in t, we find first the fractional deviaticoi 
in I and in ( respectively. 

S, 0.10 cm. 

I " 100 cm. 

S, 0.0020 B( 



- 0.0010, 



Then by inspection, since g is directly proportional to the 
first power ot I, 

^ = l! - 0.0010; 
and, since g is proportional to the second power of { (neglect- 
ing sign), 

^ = 24' - 2 X 0.0020 - 0.004a 



i-^i^yHi)' 



-V'(0.0010)»-t-(0.0040)> - ±0.0041 

or i-±0.0041x980^,-±4.0 ^^ 

which is practically the same result previously obtained, 
the slight difference arising from the use of but two signifi- 
cant figures in the computation. 

Example 5. — Again, the solution of example 3, page 33, 
may be simplified by using the fractional method. Thus, if 
it is stipulated that p is to be measured to 0.10 per cent., 



—~T 0.0010. Distributing this deviation by the criterion of 
9 < 

equal effects between the component measurements I and ( 
respectively, we have 

A' ^' 1 i 0.0010 „,^,^„ 
-----=.-„ - _ ■ -0.00071. 

9 B I1/2 S y/2 



But by inspection of the formula g " 
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proportiooal to the first power of I and to the seoond power 
oft, therefore 



Y - 0.00071, 

or the length must be measured to 

Si => 100 cm. X 0.00071 - 0.071 cm: 
Similarl]', 

Y =^ X 0.00071 - 0.00036, 
or the time must be measured to 

i, - 1 sec. X 0.00036 - 0.00036 sec 
These, it ia seen, are .practically the same values previously 
obtained by the difFerentiation method on page 33, the dif- 
ference in the second place of figures arising from the use of 
only two figures iu the computation. 

Discussion of "Equal Effect" Solution. — It not infre- 
quently happens upon solving a problem as described 
above, that some component (or components) can with 
little additional time and labor be determined with a 
much higher precision than the solution demands. In 
this case such a component or factor should be so meas< 
ured and then regarded as a constant in the precision 
discussion, since the error in it will have a negligible 
effect on the final result. The problem should then be 
re-solved on the basis of one less variable, in which 
case the remaining components which are more difficult 
to determine, may be measured with somewhat less pre- 
cision than was demanded by the first solution. 

The proper adjustment of precision among components 
80 as to give the desired precision in the final result with 
the apparatus at one's disposal and with the least ex- 
penditure of time and labor, requires some experience 
and good judgment on the part of the investigator. 
Beginners will not go far astray, however, if they follow 
the above criterion for equal effects. 



,y Google 



PABT n. 
GRAPHICAL METHODS. 



, Google 



, Google 



GRAPHICAL METHODS. 



Nature of Problems — The graphical method of discussing 
experimental data is ot great convenieQce and importance 
when the problem under investigation is to determine the 
law or fundamental relationship between two quantities. 
Tlus type of problem arises very frequently in scientific 
and technical investigations. The graphical method is 
also of great value for purposes of interpolation, discus- 
sion of corrections, etc. 

Procedure. — The general procedure to be followed in dis- 
cussing observations by the graphical method will be ex- 
plained and illustrated by following through, step 1:^ step, a 
specific problem. Suppose it is desired to find the relation 
which holds between the resistance of a certain coil of wire 
and its temperature, between 10° and 100° C; that is, to 
determine the fonnula by which the resistance can be com- 
puted at any given temperature between these limits. The 
experimental procedure would consist in making a series 
of measurements of the resistance r of the wire at various 
temperatures t from approximately 10° to 100° C. Suppose 
that the result of such experiments gives the two following 
columns of data, the resistance measurements being reliable 
to 0.003 ohm, and the temperature measurements to 0.02* 
G.f as shown by their respective deviation or precision 



EXPERIMENTAL DATA. 



•a in okvu. 


ii>d<0r«> 


10.421 


10.50 


10.939 


29.49 


11.321 


42.70 


11.799 


00.01 


12.242 


75.61 


12.668 


91.06 
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The Direct Plot — To obtain some clue to the relation 
between r and ( (supposing it unknown), a Direct Plot 
should firat be made. Plotting-paper suitable for this 
work should be ruled with carefully adjusted pens, other- 
wise the errors arising from irregularity of ruling may 
easily exceed those of only moderately accurate data. A 
convenient size is about eight by ten inches, ruled either 
in millimeters, or preferably, in twentieths of an inch. 

First. — Choice oj Ordinates and Ahscissm. The first thing 
to decide upon is which data are to be plotted as ordinates 
and which as abscissa. TTie usual convention of analytic 
geometry should always be followed. If, as in the problem 
under consideration, it is desired to obtain a relation in 
which T is expressed as a function of t, then values of r 
should be plotted as ordinates and values of { as abscissfe. 
If, on the other hand, it were desired to obtain a formula 
for computing the temperature t corresponding to any 
resistance r, as in resistance pyrometry, the converse 
would be the case. 

Second. — Choice of Scales. By the "scale" of a plot is 
meant the ratio of the number of units (inches, centi- 
meters, etc) of the plot to one unit of the data. Scales 
of both ordinates and abscissse should be clearly indicated 
on the plot. Thus, if 100° is plotted so as to extend 
over 10 inches, the scale is 10" : 100° =1 : 10, or one-tenth. 
This is usually expressed aa 1 inch to 10 degrees. In 
general, it is not feasible to choose the same scale for 
both ordinates and abscissae, nor should the attempt be 
made to have the origin tall on the plot. If equal scales 
are chosen for both abscissee and ordinates, the locus 
of the data is likely to be a line either nearly horizontal, 
in which case the precision of the data plotted as ordi- 
nates is sacrificed, or nearly vertical, in which case the 
same is true of the abscissae. Moreover, the intersection 
of a nearly horizontal line with lines parallel to the axis of 
X can be read off only with difficulty and liability to error, 
while its point of intersection with the axis of Y is much 
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more definitely defined. In order, therefore, to preserve 
equal precifflon in the interpolation of both co-ordinates, the 
line should be inclined as nearly as may be at an angle of 
45° with both axes. Deviations of 10* or so to either side 
of this position are not serious. 

The scales chosen should, furthermore, be convenient; i.e., 
in aiming to distribute the data approximately 45° across 
the plottiug-paper, scales of one inch equal to 1, 2, 4, 5, or 
10 unit^ (or these units multiplied by 10*° where n is an 
integer), should be chosen, but never such scales as one inch 
to 3, 7, 6, 11 miita. The latter scales make plotting not only 
laborious, but very liable to error, whereas the former scales 
pennit data to be plotted with facihty. In choosing scales 
for plotting, the student should guard as carefully against 
adopting excessively large scales as excessively small ones. 
In the latter case the plot will be cramped and the precision 
of the data sacrificed. In the former case the deviations 
of the data from the general law which they follow are likely 
to be so magnified to the eye that it is difiicult or impossible 
to draw a representative line. Moreover, such plots give an 
exf^erated idea of the precision of the data. As an upper 
limit, a safe rule to follow is to adopt a scale which permits 
of easy interpolation to not more than two imcertain places 
of figures in the data; i.e., to that place corresponding to the 
second significant figure in the deviation or precision meas- 
ure. This rule applies particularly to data extending over 
narrow numerical fimits, to corrections, etc. 

In the present problem it is seen that the extreme variation 
of T is about 2.3 ohms, and of (, 90°. The scales should there- 
fore be so chosen as to distribute these quantities well over 
the paper. Scales of 1* = 0.4 ohm and 1* = 10° evidently 
fulfill this condition and are at the same time convenient. 
It is evident, however, that some of the precision of the 
data will be sacrificed in plotting with thrae scales, since it 
is impossible on a plot of the size chosen to locate the last 
significant figure of the data with any great degree of pre- 
cision. It should also be noticed that the origin will not fall 
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on the plot. This is not at all necessary, and only in those 
cases when the data for both variables simultaneously 
approach small values (zero) is this likely to be the case. 
It is, however, desirable (although not imperative), that the 
zero value of the abscissae should fall on the plot, in order 
to deteraune the intercept of the curve with the ordinate 
through this point for reasons expl^ned below. 

Third. — To plot the dfUa. Data should be plotted as fol- 
lows. Locate the abscissa of the first point along the axis 
of absdssffi and with a straight edge placed vertically through 
this point draw a fine line about one-eighth of an inch long 
approximately at the place where the corresponding ordinate 
is to be located. Then locate the ordinate along the axis 
of ordinates, and draw a short horizontal Une intersecting 
the first line drawn. The intersection is the desired position 
of the point. Never locate the data by dots, as the preei- 
aon att^nable with the paper is not only sacrificed, but there 
is also much greater liability to error in the operation of 
plotting itself when the attempt is made to locate both 
ordinate and abscissa at the same time. 

Fourth. — To draw the "Best Representative Line." The 
data being plotted, the next step Is to draw a smooth curve, 
the equation of which shall beat represent the law connecting 
the two variables in question. Inspection of the general 
form of this curve will usually give valuable information as 
to the form of the equation sought. 

If the points appear to lie along a straight line, the best 
representative line may be located by moving a stretched 
fine black thread among the points until a position is found 
such that the points lie as nearly as may be alternately on 
either side of the thread and in such a manner that the points 
above the line deviate from it by the same amount as those 
below. The exact criterion for locating the best represen- 
tative Une would be to so adjust it among the points that the 
sum of the squares of the deviations of the points above the 
line is equal to the sum of the squares of the deviations of the 
points below the line. (Criterion of Least Squares.) When 
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the best position of the thread has been found, the location 
of two points through which it passes is noted, and a fine 
straight line is then ruled through these points with a hard 
pencil, or, better, with a ruling pen. 

If the points cannot be uniformly distributed about a 
strfught line, but deviate systematically from it, then the 
best representative curved line is to be drawn with a French 
or a flexible curve. The line should in this case be drawn 
as before, so that the points are distributed as nearly as may 



Temperature. 
PLOT I. 

be on alternate sides. From the form of the resulting curve 
its equation may often be inferred. The next step is to 
determine the equation of the curve by transforming it 
graphically into a straight line by some one of the spedal 
methods of transformation described below. The numeri- 
cal constants in the equation of a strught line can always 
be readily determined directly from the plot. 

In the problem under consideration, the points are seen, 
Plot I., to lie very closely along a straight line A' A", the 
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deviations from the line being of on irregular and not of a 
systematic character. The relation between r and t is there- 
fore a linear one; i.e., of the first degree. To determine 
completely the function r=/ {£), we have to find the numeri- 
cal value of the constants in the equation of this line A'A". 
Determination of the Constants of a Straight Line. — The 
general equation of a straight fine is 

y=ax + b, . (1) 

where a and 6 are constants. 

The constant c 

the line makes with the axis of X. The value of a cannot in 
general be found by reading off the ai^e with a protractor 
and looking out the value of its natural tangent, as the angle 
is usually distorted owing to the unequal scales used in plot^ 
ting. To determine a, read off the value of the ordinate 
and abscissa xf, y" and xf, y", respectively, of any two points 
on the line, preferably near the extremities. These points 
will not in general be observed points. Then 

"l"- 

Thus the eo-oidinates of two such points A' and A" are 
seen to be x' = 6.0°, y' = 10.30 ohms, and 2* = 94.5°, 
y" = 12.76 ohms. Hence 

„ . „ . 1 2.76— 10.30 _ 2.46 _ „ .„„ 
"-'^' = 94.5 - 6.0 ° 883- °"^^^- 

The constant b is the vidue of y when x^O; that is, it is 
the intercept of the Une (prolonged, if necessary) on the 
axis of Y, read off on the scale of ordinates chosen. Thus 
from the plot it is seen that the line A'A' cuts the ordinate 
through a; = 0° at 6 ^ 10.13. The deared equation con- 
necting r and ( is therefore 

r= 0.0278 f -I- 10.13. (2) 
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Whenever the data are such that a long extrapolation of 
the line is necessary in order to make it cut the ordinate 
through X ^ 0, or when thia ordinate falls off the plot, the 
value of b is found as followB, Substitute the value of a 
as determined above, together with values of a/ and y* of some 
point on the hne, in equation (1) and solve for b directly. 

It is to be noted here that the precidon of the constants in 
equation (2) is less than the precision of the original data. 
Values of r computed by this formula cannot at best be more 
precise than one or two parts in 1,000, while the observed 
values were stated to be reliable to 3 parts in 10,000; in 
other words, the full precision of the data has not been 
utiUzed in the plot of the size here chosen. The procedure 
by means of which the precision of the constants as above 
detennined may be increased, and another place of signi- 
ficant figures obtained, will be explfuned later. See Resid- 
ual Plot, p. 60. 

Rectificatioa of Curved Lines. — ^When the plotted data do 
not lie along a straight line, the form of the smooth curve 
best representing the points will often suggest the relation- 
ship sought. Thus curves resembling any of the conic sec- 
tions or trigonometric functions are usually readily recog- 
nized. In all such cases it is usually necessary to transform 
the curve into a strmght hne in order to determine the con- 
stants in its equation. Suppose from inspection of the curve 
that the relation y ^ F (x) is suggested. If F (r) can be 
factored or written in the form 

J? M = 0/(1)+!., 

where o and 6 are numerical constants and f(x) contains no 
constants, the function suggested can be very readily tested 
graphic^ly. This includes evidently the special cases when 
o = 1 and when 6^0; i.e., the functions, 

y = afix); y = /{i); and y — fix) + b. 

!bi all of these cases let f(x) = z, and for each value of x of 
the data compute the correspondii^ value of s. Construct 
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a new plot with vdues of z as absciss* and the correspond- 
ing (observed) values of y as ordinates. The general equa- 
tion of the new line will then be 

y=az + b, 

or that corresponding to the above special cases, 

y = oz; y = 2; and 3/ = z -}- 6, 

all of which are equations of a straight line, the constants 
of which may readily be determined as described above. 
Whether the assumed equation y = a/ (x) + 6 represents 
the experimental data or not can thus be judged by the mag- 
nitude and sign of the deviations of the plotted data from the 
str^ght line. If the correct function has been assumed, the 
values of the constants a and b should be corrected by means 
of a residual plot, provided the precision of the data war- 
rants it. 

Problem. — Trigonometric Functions. Suppose that with a 
"certMn galvanometer the following deflections $ are pro- 
duced by the currents, /, respectively, and it is desired to de- 
termine the law of the galvanometer, i.e., the form of the 
function I = F (6), so that the current corresponding to any 
deflection may be computed. 





OBSERVED DATA. 




>^ltction$. 


Cumnll. 


..i«.0. 


10. ir 


0.0704 


0.1794 


19.2T> 


0.1388 


0.3496 


29.16" 


0.2184 


0.5580 


40.47'* 


0.3348 


0.8632 


48.45' 


0.4430 


1.128 


55.90° 


0.5780 


1.477 



The data plotted directly with values of / as ordinates and 
6 as abscissse are found to lie along a curve A, Plot II., which 
evidently suggests the relation I ^ a tan $ where a is con- 
stant ; for 7 ^ when fl =» 0° and 7 approaches a very great 
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^ue (infinity), for 9 = 90°. Comparing the 
equation with y= af (x), we see / (x) ■— tan 6. Hence, to 
test the suggested equation, we compute the value z = tan 9 
for each observed value of $, and construct a new plot with 
the values of 7 as ordinates as before, and values of a as 
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DeflectioDB fl — Curve A. 
Timgent S— Curve B 



The line best representing these data is shown 
in B. This line must necessarily pass through the origin, 
since the current and corresponding deflection of the gal- 
vanometer approach the value zero simultaneously. The 
galvanometer is seen to follow the law of tangents between 
0° and 60°. Snce the line B passes through the origin, the 
value of the constant a, i,«., the tangent which the line 
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makes with the axis of X, is readily found from the co-op* 
dinates x* y* of a single point Af to be 

f 0.525 „ „^ 

The value of a, in this particular case, can also be obtained 
as follows: Since tan 45° =1, it follows from y=atanfl 
that 1/ :=^o, for fl = 45" or z= 1; i.e., the ordinate of curve 
A at 45° or the ordinate of curve B at z = \ gives the value 
of o directly. By this method we find a = 0.393 from M', 
curve A, and a ^ 0.392 from M", curve B, both values being 
in good agreement with that obtained in the usual, way. 
The desired fonnula for the galvanometer is, therefore, 
I = 0.392 tan fl. 

If the observations had been extended beyond * = 60° 
and it were found that the points corresponding to these 
data regularly deviated from the straight hne, the conclu^on 
would be that the instrument followed the law of tangents 
only within certain limits, which could be thus determined. 

Problem. — Reciprocal Functions. Suppose the volume v of 
a definite mass of gas kept at constant temperature is de- 
temuned at various pressures p with the following resulte, 
and it is desired to find the law connecting p and v; e.g., to 
determine the form of the function p!= f (v). 



37.60 


41.80 


0.02380 


39.36 


4ai3 


0.02493 


43.W 


aftei 


0.02739 


47.60 


33.67 


0.02971 


64.34 


29.6S 


0.03373 


66.26 


28.63 


0.03497 



Constructing a direct plot from these data, we obtain a 
shghtly curved hne A, Plot III. The volume diminishes as 
the pressure increases, but not proportionally, since the data 
do not lie along a straight line. The curve suggests an equi- 
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lateral hyperbola referred to its asymptotes as axes, the 
equation of which is ly = const. K this suggested relation 
■ be the correct one, i.e., if vp = const., or, otherwise written, 

p^const. I- J, by changing the variable from v to z=-, 

the resulting equation becomes p= const, z, the equation of 
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Curve A, — Volumea. 

Curve 6, — Beoiprocal of Volumes 



a strwght line. Ck)nstructing, therefore, a second plot, mth 
the same values of p as ordinates and the reciprocal values 
of V as abscissae, we obtain curve B, which should be a strwght 
line if the gas in question follows Boyle's law within the 
errors of the experiment. This is seen to be the case. If 
it were not the case, a study of the deviations of the data 
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from the strught Une would afford a proper means of di»- 
cussion of the deviations of the gas from Boyle's law. 

Another method of treating this problem would be to 
compute the product pv for each ptur of values of p and v 
and then to discuss the values of the product graphically 
as follows. With values of p as abscisss construct a plot 
with correspon(hag values of pv as ordinates. If the data 
satisfy the relation pv = const, within the experimental 
error, the best representative Une will be parallel to the 
axis of abscissEB, with the values of pr distributed alternately 
and about equally on either side. If, on the other hand, 
the gas deviates from Boyle's law, as many gases do even 
under ordinary conditions, and as all gases do at very great 
values of p, the resulting curve will give infonnation not 
only as to the amount of the deviations, but also as to the 
method of correcting the assumed simple relationship to 
make it better conform with experimental facts. 

The Logaritliinlc Method. Expoaential Functions.— If the 
data of a direct plot are found to deviate continually from 
a straight line, they may very often be represented by an 
exponential equation of the form y = mi" where m and n 
are constants which may have any value. Cases of this 
kind are of very frequent occurrence, and it is, therefore, 
of great importance to be able to test tMs relationship and 
to determine the numerical values of the constants m and 
n. This can always be done by means of a Logarithmic 
Plot; i.e., a plot constructed with the values of the loga- 
rithms of 1/ as ordinates and the corresponding logarithms 
of X as abscissa. For, if we take logarithms of both sides 
of the equation y = mi", we have 

log y=n log X + log m. 

Chan^g the independent variables x and y in this equation 
to ^ and y' respectively, by putting a/ = log x and j/' ^ log y, 
and writing b = log m, the equation becomes y' = nx* -|- 6. 
This is the equation of a straight hne of which the in. 
tercept on the axis of I" is fe = log m, and of which the 
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53 



natural tangent of the undistorted angle which it makes with 
the axis of X is n. Hence the constants in the ori^nal equar 
tion y -" msf may be obtained at once by looking out the 
number m whose logarithm, 6, is the intercept of the stnught 
Une on the axis of Y, and by determining the tangent which 
the line makes with the axis of X. 
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PLOT IV. 

Here, again, the values of the constants m and n as thus 
determined are usually reliable to not more than 0.5%, and 
hence, if the oi^nal data warrant it, they should be further 
corrected by means of a residual plot. 

Problem. — The logarithmic method will now t>e illustrated 
by discussing data obtained for a body faUing freely under 
the infiuence of gravity. Suppose experiments- gave the fol- 
lowing values for the distance s, through wWch a ball fell 
in the time (, and it is desired to deduce the law between s 
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and t; i.e., to find the eqtiation by which the distance a can 
be computed for any value of (. 



OBSERVl 


JD DATA. 




rime 1 in 
ttamdi. 


t'-bVM. 


C-tofli. 


0.2477 


1.4790 


1.3939 


0.4175 


1.9308 


1.6207 


0.5533 


2.1772 


1.7430 


0.6760 


2.3495 


1.8300 


0.7477 


2.4381 


1.8737 



A direct plot A, Plot IV., of s and (, shows at once that 3 
and t are not proportional. The regular deviation from a 
straight line suggests an exponential curve, i.e., s = mV- 
To test this relation, we construct on ordinary co-ordinate 
paper a "logarithmic plot" B with s' = log s as ordinates 
and t' = log t as abscissae. Convenient scales which dis- 
tribute these values about 45° across the paper are 1* ^ 0.2 
for the ordinates and 1" = 0.1 for the abscissse. It is to be 
noticed that the values of t, being less than unity, lead to 
values of log ( mth negative chai-acteristics. The abscissse 
are, therefore, laid off to the left of the origin as indicated, 
the plot thereby lying in the second quadrant. The data 
are seen to lie very closely along a straight line, the constants 
of which are to be determined as described on page 46. Thus 
the intercept of the hne on the axis of y is b = log m ^ 2.688, 
whence m = 488. The tangent which the line makes with 
the axis of X La found to be n = 1.995 or n = 2.00 within 
the error of plotting. 

The desired equation is, therefore, s = 488 ("*°. Since the 
law of falling bodies is known to be s ^ ^gfi, it follows that 
ig = 488, or the mean value of g from the data, within the 

error of direct plotting, is 3 = 2 X 488 = 976 ^-^ . 

If the data s and ( are reliable to more than about 0.5 per 
cent., the constants m and n should be corrected by means 
of a residual plot. 

Attention should be called to one important point in this 
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connection. In constructing a plot like the above in which 
the intercept on the axis f is to be determined, it is con- 
venient to choose the units in which the abscisss are ex- 
pressed such that the resulting hne cuts the axis of Y without 
a long extrapolation. By a suitable choice of units this 
condition can always be attained, for increasing or dimin- 
ishing the unit expressing the abscissie by a multiple of ten 
does not affect the slope of the hne, but simply shifts it 
parallel with itself to or from the or^n. 

Irf^aiithmic Plottii^-paper. — When the constants of a num- 
ber of exponential curves of the type y ^ mj" are to be 
determined, a great saving of time and labor may be effected 
by using so-called logarithmic co-ordinate paper. Four 
quadrants of such paper are shown in Plot V, The length 
OX is laid off equal to OY and put equal to 10 or some in- 
tegral power of 10 units. This is then subdivided into spaces 
such that the distances 1-2, 1-3, 1-4, etc, are proportional 
to the logarithms of 2, 3, 4, etc. Thus the point numbered 
2 is located not at two-tenths the distance from to X, 
as in ordinary plotting-paper, but at log 2 =s 0.301 of the 
distance OX. The ruhngs thus become more and more 
crowded together as they proceed from to X and Y. Con- 
tinuing the rulings beyond 10 in either direction, it is evi- 
dent that the unit square XOY repeats itself indefinitely, 
since the value of the logarithm of any quantity multiplied 
by 10*, where i is a positive or negative integer, is equal 
to the logarithm of the original quantity plus k. Thus 
the point marked 0.2 is Iwd off at a distance equal to 
log 0.2 = log (2 X 10-1) = log 2 ~ 1 = — 1 -!- 0.301 to 
the left of 0; i.e., just the distance OX to the left of the 
point marked 2, etc. 

It is evident that a series of values of x and y which satisfy 
the equation 

y ^ mjf 

will, if plotted directly on logarithmic paper, he along a 
stnught hne; for the paper has the effect of locating the 
data y and x at points proportional to their logarithms, and 
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it has been shown on page 52 that this leads to a str^ht 
line. We are thus saved the labor of looking out logarithms 
and locating them on rectangular co-ordinate paper as pre- 
viously explfuned. Moreover, since the scales of ordioates 
and abecissje are here necessarily equal, the slope of the 
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resulting line is undistorted, and, therefore, the tangent 
wMch it makes with the axis of X is obtMned by measur- 
ing off with a scale the distance j^ — y' and 3^ — a/ of two 

points on the line and taking their ratio, ^ ^ = n. This 

pves the desired value of the exponent of x. 
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To find the value of the constant m, we note that in the 
equation 

log y = n log X + log m 
when ar = 1, 

log y = log m. 

Hence, since values read off on logarithmic paper correspond 
to the numbers of which the spacings are the logarithms, 
the intersection of the logarithmic plot with the ordinate 
through x= 1 gives at once the value of m, whereas with 
rectangular plotting paper the intercept with the Y-axis 
pves the value of log m. 

The following difference between logarithmic plots, drawn 
on rectangular and on logarithmic paper, should rieo be noted, 
Suppose the line representing the data plotted on logarith- 
mic paper intersects the ordinate not through x ^ 1, but 
through X = 10*, where k is any positive or negative in- 
teger. Let m' be the value of the intercept. To obtain 
the value of m in the equation y = ?ni" from m', we ha^e 
J/ = m' for I = 10*, i.e., 

m' ==m 10*" 
m' 

In the case of rectangular paper, on the other hand, the 
line intersects the ordinate through x = log 10* = i at m". 
To obtMn m from this intercept, we have 

m" = log y = nk log 10 -)- log m 
= 714 + log m 
Hence log m = m' — nk. 

The solution of the problem discussed on page 54, by the 
use of logarithmic paper is shown on a reduced scale in Plot 
v. Values of s and t are plotted directly and lie, as is seen, 
along a straight line. It is convenient to express here values 
of s in meters instead of centimeters. The tangent which 
this line makes with the axis of X measured off directly 
along OY and OX' is found to be 2.00. Extrapolating the 
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lise to cut the ordinate OY through x ^ 1, we see the inter- 
cept to be 

m = 4.89. 
The equatioD connecting s and t is therefore 

B = 4.89i'-" 
which ^rees, within the error of plotting, with that pre- 
viously obtained with rectangular co-ordinate paper, when we 
remember that in the above equation s is expressed in meters 
instead of centimetera. 

Equations of the Form 1/ = m (i + §)". 

A slightly more complicated relation than that represented 
by the equation y = mx", which may also be treated by the 
logarithmic method, is that represented by the formula 

J/ = m (i +^ )• 
where /3 is a constant. If a logarithmic plot be made with 
data Xiyi, jji/,, etc., which satisfy an equation of this form, 
the points will not lie along a straight line for both huge as 
well as small values of the variables. Suppose it is found 
that for large values of x and y the curve is practically 
str^ght, but for small values it becomes curved. Under 
these circumstances it is worth while to see if the best repre- 
sentative logarithmic plot cannot be rectified into a straight 
line by assuming an equation of the above form, for by 
putting 3 = X + j8 the equation reduces to 

y = Tne" 
from which m and n are easily determined, if values of y 
and 2 are plotted logarithmically. It is only necessary 
liierefore to find the value of the constant /3 to be added to 
all values of x. This may be found as follows. Select two 
points xjyi and :^a near the ends of the original logarithmic 
plot. Compute the ordinate y^ of an intermediate point 
such that 

log 1/8 = i }^i + 5 log y* 
or yt = \yiyt 
and look out its corresponding abscissa Xg on the line. 



,y Google 



PEBCI810N OF PLOTTING 



Then it follows, if the data satisfy aa equation of the fonn 
y = m{x-\- 0)", that 

log (ai, + ^) = i log (x, + /J) + i log Ci, + iS) 
or;C8 + /3 = V(x,-H3)(:c, + /3) 



from which = 



h — XjXt 



' Xi -\- X^ — 2X8 

Having thus obtmned /3, proceed in the usual manner to 
determine m and n from a new logarithmic plot of the equa- 
tion y = wij" where z = x -\- 0. 

Equations of the Form y^m 10"; y = m^ 

Data satisfying equations of the form 

y = m 10" and y^me', 
where < is the base of Naperian logarithms, may also be 
treated graphically by the following special l<^aritluniG 
method. Taking logarithms of these equations, we obtain 
log y = na: ^- log m 
and log y = Mnx + log m 
respectively, where M = 0.4343 is the modulus for reducing 
Naperian to common logarithms. If, on ordinary plotting 
paper, values of y' = log y are plotted aa ordinates and the 
unchanged values of x as abscissse, the resulting curves will 
be straight lines; the intercept on the axis of F for x = 
will give y* = log m and the tangents of the lines with the 
axis of X will give the values of n and Mn respectively. 

Predsion of Plotting. — The question now arises as to the 
precision of the constants deduced from a direct or rectified 
plot. In discussing this question, we will consider only errors 
inherent in the process of plotting and interpolation, and in 
the plotting-paper itself. 

The error of estimating tenths of the smallest division, 
together with the uncertainty introduced by the width of 
the lines locating the data and the inaccuracies in the paper 
due to errors in ruling and unequal shrinkage, make 0.02 
inch a fair estimate of the extreme precision of reading or 
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plotting. If the plot be 10 inches on a side (about the maxi- 
mum size ordinarily employed), the fractional preciMon 

attMnable cannot therefore be greater than about -^ ^ 

0.002, or 0.2 per cent. A more probable estimate of the 
precision ordinarily attuned in direct plots is 0.4 to 0.5 per 
cent. Constants deduced from a direct plot of the size 
considered can therefore be relied upon only to this degree 
of predsion; that is, in general, to three significant figures, 
with the fourth doubtful. 

If the experimental data are reliable to four or more signifi- 
cant figures (r.c., to 0.1 per cent, or better), some of the pre- 
cision will evidently be sacrificed in the direct plot unless a 
much larger plot be made. In order that the full precision 
of such data may he utilized, the direct plot should be fol- 
lowed by a so-called residval plot, by means of which the 
constants first obtained can be corrected and rendered more 
precise. By this procedure the precision of the graphical 
method may be greatly extended. The procedure to be fol- 
lowed in constructing a residual plot will now be considered. 

ReBidnal Plot. — A residual plot is one in which the de- 
viations of the observed data from the "beat representa- 
tive line" are plotted on an enlai^ed scale. It serves to 
correct the position of this line among the points, to correct 
the numerical value of the constants, and to test whether 
the data follows the assumed law within the precision of the 
measurements. It is constructed as follows. Substitute 
in the equation y^ax-{-b, deduced for the best represen- 
tative line, wMeh may be either a direct or rectified plot, 
the oteerved values of x, and compute the corresponding 
values of y. The differences between these computed values 
of y and the corresponding observed values are called the 
residuals. A study of the agn and magnitude of these re- 
' siduals furnishes much valuable information regarding the 
representative character of the "best line" chosen, and the 
graphical discussion of these constitutes the residual plot. If 
a plot be made (preferably on the same paper and with the 
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same scale of abscissfe as the stn^ht line plot), with ^ 
values of the residuals r = y (observed) — y (computed) as 
ordinates, and the corresponding values of z as abscissee, we 
obtain a graphical representation of the deviations of the 
observed data from the line assumed to btst represent them. 
To better study these deviations, they should be plotted on 
a large scale. In effect, the process is to project the "best 
representative line" horizontally and to magnify the devia- 
tions of the plotted data from it. If it is found that the 
plotted residuals He alternately and about equal distances on 
either side of the horizontal line passing through the zero of 
the residuals, the conclusion is that the original line is the 
best line which can be drawn to represent the data. In gen- 
eral, however, it will be found that a new line can be drawn 
among the residuals which will distribute them more nearly 
alternately on either side. The values of the tai^ent a and 
intercept b, found for the original representative line, should 
therefore be corrected by the values of the tai^ent and in- 
tercept respectively of the new best representative hne of the 
residual plot, read off of course on the scales on which it is 
plotted. In this way the original constants may be corrected 
to the fourth significant figure. It is sometimes necessary 
to follow the first by a second residua! plot when extreme 
precision is deared. 

If the residuals are found to deviate systematically from 
the str^ght line, the conclu^on is that the data cannot be 
represented by the line in question within the precision of 
the measurements. In such a case a new formula should be 
sought. 

lUttstmtion of a Residual Plot. The procedure to be fol- 

■ lowed in making a residual curve or plot will be illustrated 

by the data given in the Problem discussed in Plot I., p. 45. 

The equation of the best representative str^ht line for these 

data was found to be 

r = 0.0278 / -I- 10.13. 

To test whether this equation is the best which can be 
obtfflned to represent the pven data, we proceed to compute 
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the reEiduals, as described above,by substituting the observed 
values of ( and computing r'. 



iob»rred. 


robwrY.^. 




r-V first 
r«id(ul>. 




^^' 


10.60 


10.421 


10.422 


—0.001 


10.413 


+0.008 


29.49 


10.939 


10.949 


-0.010 


10.946 


—0.007 


42.70 


11.321 


11.317 


+0.004 


11.317 


+0.004 


60.01 


11.799 


11.798 


+0.001 


11.802 


—0.003 


75.fi 1 


12.242 


12.229 


+0.013 


12.237 


+ 0.005 


gi.05 


12.668 




+0.007 


12.673 


— O.005 



Inspection of these residuals, column 4, affords valuable 
information, but they can be better studied graphically, 
especially if the number of observations is great. The scale 
to be chosen for the ordinates should not be greater than 
about 1 inch to 0.01 ohm, since this will permit the residuals 
to be plotted directly without interpolation to the last place 
of significant figures of the data, while by estimation the plot 
can be read to the next place of figures; i.e., to 0.0001 ohm, 
which is more than ten times the precision of the data. The 
plot may conveniently be made on the same sheet as the direct 
plot, iisii^ the same scale of abscissae as shown in Plot I., 
p. 45. The heavy horizontal line through represents the 
fine A' A" projected horizontally. The residuals, plotted on 
a magnified scale, arc connected by dotted fines. Inspection 
shows that the positive residuals preponderate, and that a 
new fine B'B" can be drawn which will distribute the residuals 
more nearly alternately on either side of it. The original 
fine A' A' should evidently have been drawn with a slight^ 
greater inclination. The value of the intercept of the new 
fine B'B" on the axis of Y (on the scale of residuals) is — 0.011. 
The tangent of the angle which it makes with the axis of X 
is obtmned from the ordinates and abscissse of two points 
B' and B" on the fine respectively: thus x' = 5.00°, y* = 
0.0095; and x" = 95.05°, y" = 0.0135. Hence 

f — y' — 0-0135 — (—0.0095) _ 

xT — jf 95.05—5.00 



= 0.00025. 
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Hence the constantB of the original equation should be 
corrected by these amoimts, thus becoming 
b' = 10.13 — 0.011 = 10.119 
a' = 0.0278 + 0.00025 = 0.02805. 

The corrected equation connecting r and t is, therefore, 
r= 0.02805 i+ 10.119. 

This represents the ori^nal data much better than the first 
equation obtained, as may be seen from the sign and magni- 
tude of the new set of residuals r — r* computed from the 
corrected equation and ^ven in the last column of the table. 
There is now seen to be no systematic deviation among the 
readuals, and the sum of their squares is seen to be much less 
than in the case of the residuals from the first equation. 

Interpolation Formula. — It frequently happens that ex- 
perimental data whose locus differs slightly but progres- 
sively from a straight line cannot be represented by a two 
constant formula of the general exponential form y ^ mx*. 
This is the case, for example, with data on the coefficient 
of expansion of many substances over wide ranges of tem- 
perature. To obtain an algebraic relation for such cases, 
interpolation formuke of the general form 

y ^ a -\- bx -i- C3^ -\- ds? + . . . 
are usually assumed. The number of terms to be taken in 
this equation (i.e., the number of constants to be determined) 
depends upon the precision of the data and on the extent of 
the deviation of the curve representing them from a strwght 
line. 

The values of the constants in such an equation are in gen- 
eral best determined analytically. For this purpose it is 
necessary to know at least as many pairs of values of x and 
y as there are constants to be determined. Thus, if the 
equation assumed to represent the data be y = a -f fci + C3?, 
it is necessary to know at least three pairs of values of x and 
y which, substituted in the equation, wiU lead to three 
dmultaneous equations, from which the values of the three 
tmknown constants, a, b, c, can be at once determined by 
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elimination. It is seldom nece^ary to carry the series be* 
yond the fourth term (fx*; in fact, three terms are sufficient 
for most purposes. 

In general, however, the experimental data furnish many 
more pairs of values of x and y than there are constants to 
be determined. In all such cases the most probable value of 
the constants can be determined by the graphical procedure 
described below or by the method of Least Squares. 

Graphical Solotion.— Let x^y^, x^y,, . . . awy-, be the 
numerical values of pairs of observations on the variables x 
and y, which are assumed to satisfy the equation 
1/ = o + 6ar -|- CI*. 

Any three pairs of values substituted in this equation will 
give three simultaneous equations from which a, b, and c 
can be computed, but the values of these constants will vary 
to a certain extent according to which sets of values of x and 
y are chosen. The simplest procedure by which to obtain 
the best or most probable values of a, b, and c, is to plot all 
values of x and y and draw the best representative line 
among them. Then select three points on this line, — one 
near each end and one half-way between for convenience, — 
determine their ordinates and abscissfe, and with these three 
pairs of values form three simultaneous equations and com- 
pute a, b, and c. Having obtained the constants in this 
manner, they may be further corrected by computing re- 
siduals and studying these by means of a residual plot, 
although this requires both care and judgment. A more 
exact although more laborious method of procedure is the 
analytical solution of the equation by the method of Least 
Squares. 

Least Square Solution — As before, let Xjy^, x^y^ . . , 
Tt^n, be numerical values of the observations, and 

y = a -\- hx -\- c:i^ 
the equation the constants of which are to be determined. 
This may be written 

y — a — bx^ CI* = 0. 
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If the obeerred values x, y, were free from all expenmeatal 
errors and the equation represented the law connecting them, 
each pair would exactly satisfy the equation, with proper 
numerical values of the constants. This, however, is not the 
case, since all observations are liable to indetenninate error. 
Hence, if the observations be substituted in the equation, the 
light member will not in general equal zero, but will differ 
from zero by some small quantity v called the remdual error, 
which may be plus or minus. Thus, by substituting the 
observations in the assumed equation, we get the following 
so-called " u^servation equations": — 

yi — a — lixi — cx-^ = Vi, 
Va — a — 6x, — cia" = r,, 



y„ — a — bx» — cxJ' = «■, 

from which the most probable values of the constants a, b, 
e, are to be determined. By the principle of Least Squares 
those values of a, b, c, are the most probable which make 
the simi of the squares of the residual errors v a mini- 
mum; i.e., those which make the value of Sv' = »i' + 
tij' + . . . v.^ a minimum. The expression %i^ is a function 
of the quantities a, b, e, and the condition that it shall be a 
minimum is that its &rst differential coefScient with respect 
to these variables shall be zero, and its second differential 
coefficient positive. The latter test need not be applied, 
however, as inspection will distinguish between maximum 
and minimum values, the limit of the former being evidently 
infinity. 

Applying this condition to the above observation equa- 
tions, we have 
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K'^s'+'''* +• ■ ■+-"*)="• 

Substituting the values of r,, Ha. ^tc-i and differentiating, we 
obtain 

(ffi— a— fca^i— ca:i')+ Cy,— o— 6x,— ci,»)H Y{y,—a— 

bx.—cx^)=0, 

(Vi— o— 63=1— C3;i=)xi4-(yj— o— 6a^— ar,*)iiH hO— 

a — fca^ — ■ca:(^a;ii=:0, 

— a— bi-— d-*) x»^=(i, 

which may be simpU&ed to the equations 

21/ — So — 6Sx — cSx" = 0. 

Sjj/ — c5x — ftSr* — cS^ = 0. 

3ya^ — a^^ — fcSz» — cXc* ~ 0. 

These are called the "nonnal equations," from which the 
values of the constants a, b, c, may be computed by the 
ordinary methods of elimination, there being now the same 
Dumber of equations as unknowns. It will readily be seen 
that the process of substituting the values of Sj/, 'Sxy, 
Xcy'i etc., in the normal equations and the subsequent so- 
lution of the equations for the constants is a tedious proc- 
ess, the labor involved increasing rapidly with the number 
of constants to be determined. 

For further details regarding the method of Least 
Squares consult Bartlett's The Method of Least Squares, 
Wright's Treatise on the Adjustment of Observations, or 
Merriman's Least Squares. For special Graphical Meth- 
ods see Peddle's The Construction of Graphical Charts, 
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SOLTTHON OF IIXrSTRATIVE PROBLEMS. 



Before proceeding to the numerical solution of a pre- 
cision problem, the student should first decide the follow- 
ing questions: — 

First. — Is the formula to be discuBsed in the simplest 
form for precision treatment? It frequently happens, by 
the omission of certain terms the deviations in which 
evidently produce a negligible effect on the final result, 
that an apparently complex formula can be reduced to 
a more convenient form. If it can be reduced to a pro- 
duct function, this should always be done. 

Second. — From a consideration of the form of function 
to be discussed, a decision should be made as to which 
method it is better to employ in the solution; that is, 
whether to use the general "deviation method" involving 
differentiation of the function or the fractional or "in- 
spection" method. 

Third. — Having decided these questions, the statemeni 
of the problem should be studied; that is, all given data 
should be systematically written down and inspected to 
see if they are in the proper form for applying the method 
of solution decided upon. If this is not the case, numer- 
ical deviations 8 or 4 should be changed over into their 

S A 

corresponding fractional deviations — or -tj, or vice 

versa, as the case may be. Only after the problem has 
been consistently stated should the actual solution be 
began. 

These general directions are illustrated below by the 
solution of several typical problems. 
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Problem i. — Given the following mean values of the 
weight of four substances with their respective deviatioa 
measures: — 

U)i = 3147.226gms. A.D.=0.312 gm. 

«'2 = 100.4211 gma, reliable to 0.015 per cent. 

Wa = 1 .3246 gms. Probable error P.E. = 0.0011 gm. 

101=604.279 gms. reliable to 1 part in 5000. 

(a) Indicate any superfluous figiu^s in the above rneas* 
urements, considering each independent of the others. 

Each quantity should be carried out to twa places of un- 
certain figures aa indicated hy the two signiGcant figures in 
its averags deviation (Rule III., p. 24), The average devia- 
tion of each measurement should therefore be computed for 
each meosureioent if it is not already given. Computing 
the average deviations and applying Rules I., II,, and III., it 
will be seen that the correct number of figures to be retained 
is as follows: — 

m - 3147.23 gms. A.D. - £i •• 0.31 gm. 
m - 100.421 gms. A.D. - Si - 0.015 gm. as 100 ^^ = 0.015. 
101=1,3246 gma, -.4.D,- is- 0.0013 gm. as P.E. = Q.S5 A.D. 
„-6M.28g™. A.D..,,-U2^.^^.-^. 

(b) Which ia the most and which the least precise of 
these measurements? 

When the quantities whose precision is to be compared are 
not of approximately equal magnitude, their relative pre- 
cision is found by comparing their fractiooal or percentage 
deviations, but not their average deviations or probable 
errors. Heoce with the above data we must compute the 
fractional or percentage deviation of each of the quantities. 

For m. 100 - = 100 ^ - 0.010 per cent.; 
lui 3100 

ttt, 100— = 100^^ = 0.015 per cent.; 

■ V13 100 

m. 100- = 100^^^ = 0.10 per cent.; 

wt, 100^ = 100^ = 0.020 per cent. 
Therefore, the order of precision is iri, ut, wt, toi. It is to be 
noted that, although ws ia weighed to a much smaUer fraction 
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of a gram than any of the other quantities, it has by far the 
largest percentage deviation, and is to be regarded, there- 
fore, as the least precise measurement. 

(c) Find the sum of the measurements and its devia^ 
tion measure, retaining the proper number of significant 
iigures in the computation. 

M= Wi+W2 + 'W3 + Wi. 

The quantity having the lai^est A.D. is tvi, its average de- 
viation being 0.31 gm. In the units chosen to eKprees the 
measurements, the first and second decimal places are un- 
certain. Therefore, by Rule IV., page 24, two decimal places 
only should be retained in each of the other quantities to be 
added. 

3147.23 gms. 

100.42 gms. 

1.32 gms. 

604.28 gms. 

M= 3853.25 gms. 

Tba resuHant deviation A of ths sum M is 



Ai-|".ai = ii = 0.31gm. 
Similarly, At = i9= 0.015 gm., which ia n^gible. 

M=h = 0.0013 gm., which is negligible. 

A4 = J4 = 0.12gm. 
Therefore,^ = v'ii» + ii»= VoSl* + O.'i^ - 0-33 gm. 

(d) Find the product of the four quantities and its 
precision measure. 

M~W1.W2.W3. Wi. 
By Rule V., page 24, tbe least precise factor is wg, which 
is good to only 0.10 per cent., and in which, therefore, five 
Bignifictuit figures should properly be retained in a compu- 
tation, the last two being uncertain. Five figures should 
likewise be retained in each of the other factors, and five 
place logarithms should be used in the computation. 
101-3147.2 log- 3.49793 
,tw= 100.42 1(^ = 2.00182 
WB= 1.3246 log= 0.12209 
W4= 604.23 log = 2. 78124 
log M= 8.40308 
or M -252980000. ^/ 
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Tbe preciBion of M should be computed by the fractional or 
inspectkm method, as it is a product function. By referring 
back to problem (b), it will be seen that the percentage pre- 
dmon of m, ot, and uh is between five and ten times as great 
as that of UK. Hence practically all of the uncertainty in the 
product will result from the deviation in this factor akme. 
As Jlf is directly proportioned to the first power of to^ 

Af X- w», 
and therefore the percentage deviation of the product 
100 ^ = 0.10 per cent. HenceA=ifx 5^- 250000.^8^* 
(e) Suppose the quantities are to be combined by the 
formula 

M = ttiiXtt'a— WsXUJ*. 

Compute M and its deviation measure. 

Before substituting the values of w in the actual calculv 
tion of Af, it is always well to note the approximate value 
of the terms involved. From inspection of the data it is 
evident that wiX loi =310000. appronmately, and, as the 
least precise factor wi is good to O.Olfi per cent., this product 
should be computed to six significant figuiea, of irtiich the 
laat two will be uncertain. The second place of uncerttun 
figures thus falls in the unite' place; anything beyond this 
is, therefore, negligible. The term mxwi = 600. appnuct- 
mately, and, as this is to be subtracted from toixun, it is 
useless to compute it beyond the unite' place, i.e., three sig- 
nificant figures arc sufficient. Six place logarithms should 
therefore be used in computing v>i x tnt, and three place 
logarithms, short multiplication, or a slide rule in computing 
mxux. 
Thus m- 3147.23 gms. log toj ■■ 3.49792S 

tci- 100.421 gms. log wi - 2.001825 

log wixui- 5.409753 
.•. unx us- 316048. gms.* 
«t-1.32gm8. logira-0.121 

Wi= 604. gma. log vh - 2.781 

log W3Xui<- 2.902 
.'. uiiXux—708. gmsi* 
Jtf -316048 ^s!'-79S^a? -316260 g^ 
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To detenniae the preoiekm o( M, we note that, if the fo^ 
miilB be treated in theformJIf ounXuii-iDgxuit, wemustuse 
tlie general differential method and find the effect of each i 
on M, and take the square root of the sums of the aquaiee. 
It IB evident, however, since icg is good to 0.10 per cent., 
and w^ to 0.02 per cent., that the first three significant figures 
of the product uig . !£« are known exactly, and, therefore, the 
deviationB in ug and toi introduce no uncertainty in the final 
result M. The whole uncertainty comes from the measure- 
ments mi and w%. Aa imx uh is also numerically small com- 
pared with toi X im we may, in the precision discuesioa, neglect 
it and write 

Af —toi X tO) approximately, 

and obtun the precision of M by the fractional method. 
The rendtant fractional deviation in M ia 



:^"\w "'■(s) 



:;^_JL'_ 0.00010 



Tteirfore, ^=«.0OOlJl'+l^' -0.00018 

CT VXt^ — 0.01S per cent. 

and A -320000. gms.'x 0.00018-58 ^s?; 

that in, the value of M is uncertain by± 58 unite. 
The above problem illustrates the maimer in which the 
number of Bignificant figures to be retained in a measure- 
ment depends entirely upon the way in which it enters 
into the computation. Thus in (d) w^ was required to 
its full precision, while in (e) it might have been measured 
much less precisely. 

Problem 2. — It is desired to determine the amount of 
heat H generated in one hour by a certain incandescent 
lamp, together with its deviation expressed in calories 
and in per cent. Suppose mean measurements obtained 
by an ammeter and voltmeter give / = 2.501 ±0.012 
amperes, and E = 109.72 ± 0.34 volts respectively, and the 
time of opening and closing the circuit is imcertain by 
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± 0.5 second at each operation. Thevalue of H expressed 
in calories is 

ff = 0.2390 /.^.(. 

The expreeuon for if is, as it etands, a eimpte product 

function of the variables 7, E, and t, and cannot be further 

Bimplified. The problem ehould therefore be solved by the 

fractional method. 

The data given are 

7 -2.501 amp. i, -> 0.012 amp. 
E-109.73 volts. Sa = 0.34 volt. 
( =(i— (1 = 1 hour =• 3600 sec. 
5f,=£t,=0.50sec., but £t is unknown. 
The desired results are the value of 77, its deviation A in 
calories, and its percentage deviation 100 — . 

The firat atep is to change the given deviations S in each 
component into their respective fractional deviations. 

The fractional deviation in / is -y " -^ v - " 0.0048. 

The fractional deviation in £ is if = ?^ . 0.0031 . 

To find the fractional deviation in (, we must first compute 
ita numerical deviation. Since(— tt — (iandi(j = «(,= O.Ssec, 
the numerical deviation in t is ! =^Ai'+ij'; 

but '^i^^' .8(1=8(1 = 0.50 eoc 

and Ai = - . a,, = *,, - 0.50 sec. 

Therefore 8 = v'o.B' + o3'= 0.70 sec., 
and the fractional deviation in ( is 

This is Been to be negligible compared vdth the fractional 
deviation in the current 7 and voltage E (see page 31). 
Hence the resultant fractional deviation in 77 is 
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ByinspectiCHi of the formula for H, siace / and E botb 
as first power factors, 

"^^-V- 0.0048 



ThereTore, ^ = \/o.0048'+0.003l'-0.0057, 
or the percentage deviatkm in ^ is 100 ^ = 0.S7 per omt. 
In computins the value of H, we note that the least prfr- 
cise factor ia the current which ia uncertajn by 0.4S per cent., 
and hence should be carried in the computation to four sig- 
nificant figures. H should therefore be computed by four 
place logarithms, four figures being retained in each factor, 
including the constant for transformii^ Joules to calories. 

ff -0.2390x2.501x100.7x3600 
- 236100 calories. 
The numerical deviation A in ZT is obtained at onoe from its 
fractional deviation, as 

A - 240,000 X 0.0057 - 1400 calories. 

Problem 3. — The candle power of a gas flame is meaa- 
ured against a standard candle by means of a photo- 
meter, the flame being placed at the end of a bar 100 
inches from the candle. Suppose the mean of a series 
of disk settings gave o = 20.17 ±0.27 inches, a being the 
distance of the disk from the candle. Compute the 
candle power of the flame and its deviation, assuming 
that the candle is burning at its normal rate. 

L (fla me) _ (100 -a)' 

L, (candle) a* 

This may be wntton L = L^l / " ( ~ " / 

as Zi^ =■ t candle power = 1 c.p. = constant. 



/ 100.-20.17 y /79.83y 
(, 20.17 / ° 1,20.17^ ■ 



L is a function of a single variable a; it is to be noted in 
tile precision discussion that the function camiot be regarded as 
a fraction in which a deviation in the numerator in tade- 
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pendent of Uie deviation in the deaominator. The formulk 
maj, however, bo simplified by writing it in the form 

_ ' lOO-o - 

and solving 'first for the deviatioii in V, aStet which the 
desired deviation in L ceui be easily found. 

The deviation &' in L', due to a deviation i — 0.27 inch in 
a,ie 

- ICcp.)* 1^^; X 0.27 cm. - 0.068 {c.p.)t. 

To find now the deviation in L, we may proceed in either at 
two ways: — 

Firtl. Oeneral Method : 

.•.v-g'..-!L-... 

where d is the desired deviation in I.. 
Therefore, A - %\[L . A' 

= 2x v'iS^x 0.068 (cp.)* 
-0,Mc.p. 
Seeorui, Fractional Method: 
The fractional deviation in L' corresponding to A' is 

A' 0.068 

L'~ ^Z ' )/!&' 

and, since L' — £', the fractional deviation in L' is one^ialf 
the fractional deviation in L; 

A' 1 A 



.•.£-2.p -2x0.017-0.034. 

Therefore, A - 0.034x L - 0.034x 16 c.p. - 0.54 c.p. 

The same result would of course be obtained by applying 

the general differentiation method to the original formula 

for L, but the resulting value of the differential coefficient is 

somewhat more compHcated. 



- 0.017; 
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On tbe assumption that the av^^ge light emitted by 
the candle during the measurements is equal to one candle 
power, the candle power of the gas flame is lS.67 + 0.54 c.p.; 



original photometer setting a is good to 100 



20 



Problem 4. — Suppose the index of refraction n of a 
•ubstance is to be determined by measurit^ the ai^le of 
incidence i and the angle of refraction r of a ray of light. 
If approximate measurements give i = 45° and r = 30°, 
how precisely should these two angles be measured to 
give n to 0.2 per cent.? 
The fonnula for n is 



As this is not a product function of the variables i and r, we 
tnuBt use the general deviation method if we treat the fiw> 
mula in the above form. If, however, we change variables 
to X and y, lettingx— sin t and y— sin r, the formula becomea 
n — -, to which we may apply the fractional method of solu- 
tion for finding the allowable deviations in x and y. Having 
done this, however, we still have two new problema to solve 
by the general method, namely, the determination of the 
deviations in i and r from the equations x •> sin t and y — 
nn r. Both methods lead, of course, to the same result. 
We will solve the problem both ways. 
Fint Solution, General Method: 



Given 100- = 0.2; i-i5°; r-30°; to find S/ and (,. 

We must first find the value of the A in n from the pre- 
scribed percentage precision before proceeding to the solu- 
tion. This necessitates knowing the approsimate value of n» 
which is easily obtained from the data; 



Hence A -1.4x0.01 
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Diatributing this deviation between t and r by equal effects, 



.-.Si- A.-^ - 0.0020 5H^ - 0.0014 

To e^resa this allowable deviation in the angle in degreet, 
we note that 

l''=j^ = 0.017 radiana, 

= 0.082°, or 4.9', 



Similarly, Ar' 



BID 45 coe30 ' 

or, eiq>i-essed in degrees, h-= ^oj-" -0.048", or 2.9'. 

The solution shows, therefore, that, to obtain a precision 
of 0.2 per cent, in n, an instrument should be used capable of 
reading to at least 3'. In practice one graduated to read to 
minutes would be chosen. 

Second Solution. FraeHonal Method: If we put x=sin t 
and V"ain r, then «■«■-, and we may use the inspection 
method as follows. The prescribed fractional deviation is 
stated to be not greater than — = 0.0020. Hence, diatribut- 
ing this deviation between x and y by equal effects, we have 

But by inspection of n =- it is seen that 

n°° X n" y' 

Hraee - - 0.0014 and ^ - 0.0014. 

X y 

We have now two new problems to solve, namely, to find 
I, and ir from the above values of the allowable precision in 
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X and y. As x ''sin { ia a trigonometrio function, wa must 
go back to the general differentiation method to find the 
deviation in i coiresponding to a deviation l^ in x. 



have I^ - 0^14 x - 0.0014 si 

dsini 



Abo 

.• . i,=_£i!L -0.0010 -f- ^ =0.0014, 

COB* V2 

oriud^rees £, = ^^ - 0.082° - 4.9'. 

Similarly, to find ir, given ^ - sin r and ~ ~ 0.0014. we 
have 

J, => 0.0014 1/ - 0.0014 Bin 30° - 0.00070. 



' dr 



or in degrees *r - ^^^^ - 0.048' - 2.9'. 

In thia problem there is evidently no saving of labor by 
tranefonning the function to the product form and first 
using the fractional method, aa the ultimate solution necessi- 
tates going back to the general method. 

Problem s, — It la desired to determine the specific 
heat of a substance to 0.5 per cent. How precisely should 
the various measurements be made, t^eir approximate 
magnitude being known from a preliminary e^qieriment 
to be as follows: — 

9 -Bpeeificheatof substance —0.10 

to "Weight of subBtsnoe~300 gnu. 

iDg-weightof water— 500 gms. 

iDi— weight of calorimeter, ete. '•100 gnia. 

>i —specific heat of calorimeter-^ 0.005 

k "Uiisi— water equivalent of calorimeter=9.5 

(i "temperature of hot 8ubetance = 100° C. 

(i —initial temperature of calorimeter = 15° C. 

Ij —final temperature of calorimeter =20° C. 
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l.-b-faU(tft«npentureofsubBtanoe-100°-20°'-80° 
tt—h—iiad of t«Dpemtuie erf cBlMimeterand contcoto — 
20--15--5° (uv + fc)((.-<0 

(M>) iU-lt) 

It would appear at Grat ai^t that this problem could 
be solved only by the gener&l method, as « ia not a product 
function of the direct measuremeitta; it is however the prod- 
uct of four factors represented by the parentheses, and each 
of these factors is independent of the others with the ex- 
ception of (tt— (i) and (((— (i), both of which involve t*. 
But an error in (a has so small a percentage effect on f|— fi— 
80° compared with its effect on fj - d - 5° that we may ne^eot 
it in the precision discussion of the former facUv and hence 
use the more convenient percentage method. Writing 
* — — -- — we have by equal effects 

Ai At At ^ A 1 0.005 .™,, 
Hmoe as each facto * enters to the first power 

-0.0026 .-. Ji-SIOgms. X 0.0028 - 1.3 gms. 

-0.0026 .-. ij-6'x0.0025-0.013° 

-0,0026 .-. 18-300 gms.xO.0026-0.76 gm. 

=0.0026 .'. f,-8O''XO.0O25-O.2O" 



M_ti__ 

a "mi"(ii-ii) 



< Tin ((.-« 

It is evident that by far the most difficult of the above 
conditions to fulfil is themeasurement (rfmt— 6°to ±0.013*. 
An accurate calorimeter thermometer reading to 0.01° 
and very careful manipulation are neccffiary. To measure 
m4=80° to ±0.20" is eaaier, but requires an accurately 
calibrated thermometer. A great«r degree of latitude in 
these temperature measurements is desirable. 

On the other hand, the weight of the substance to can 
easily be determined with much greater preciaiaa than the 
above solution calls for. Thus 300 grams can be wra^ied 
on an ordinary balance to the nearest 0.1 gram, i.e., to about 
eight times the precision called for above, with little or no 
additional time and labor, in which case it will introduce 
no error in a within the prescribed 0.6 per cent. Similarly 
the factor ic» + fc - UK, + wm = 500 + 100 XO.096 - 500 +9.6 = 
610 can easily be determined much better than ± 1.3 grama. 
For if »i— 0.096 is good to only t per cent, and wi — 100 gms. 
is wei^ied to 1 per cent, or ±1.0 gm., k—win^9£ mO 
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be reliable to about ±0.13 gm. By wei^iing the water wg 
to the neoreflt one- or two-teaths gram the error of the 
fact<^ (uio+ifc) oa the teeult becomes negligible. The 
problem may Uierefore be reaolved by equal effects assum- 
ing the allowable error is distributed among two instead of 
four factors, and thus increasing the allowable deviations 
which may be made in each. 

Thus ^-^ = f.^ = «g5 = O.0O36 

Hence —- 7-^ = 0.0036 ■- Js - 0.018° 

^ = -^-0.0036. ■.i4 = 0.29" 

A atill further latitude in Ji can be obtained if the error in 
U—ti is made less than 0.29°, as is easily poesible. 
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Questions and Problema. 

1. Gxplun the terms: precision measure; deviation measvrt; 
eonstant error; residual error; probable error; mean error; hug« 
error; indeterminate error; weighted mean; weights. 

2. What is the geometrical significance of the average 
deviation, probable error, and mean error in relation to the 
curve representing the law of chance? 

3. Is it practicable to reduce the average deviation of a 
mean result to any desired value by increasing the number 
of observations? Why? 

4. If the mean value of the length of a rod computed from 
nine measurements is 24.213 cm. A.D. » 0.012 cm., how many 
more nmilar observations should be made in order that the 
A.D. —0.0060 cm.? 

5. Under what circumstances may an observation properly 
be rejected, and why? 

6. What determines the number of places of significant 
figures to be retained at any part of a computation? 

Under what circumstances should four, five, or seven-place 
logarithms be used in a computation? 

7. Do the number of significant figures in a result depend 
upon the position of the decimal point? Explain reasons for 
your answer. Does the precision of a result depend upon the 
position of the decimal point? Why? 

8. Explain why when adding or subtracting observed 
quantities we are governed by decimal places in rejecting 
figures, but, when multiplying or dividing, places of signifi- 
cant figures, regardless of the decimal point, must be con- 
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Pr<AUme illustrating Proper Use of Signijieant Fiffures, Short 
Methods of Cimtputaiwn, Weighting Observations, etc. 

9. Given the following experimental data: — 

mi = 10.4238 ohms ± .0101 ohm 

m2 = 1000.129 ohms ± 0.020 per cent. 

ms = 0.1427 ohms ± .0014 ohm 

7?i4= 2.4426 ohms ± 1.04 parts in 2,000 
(a) Indicate superfluous figures and the order of precision of 
the measurements. 
(6) Find their sum. 

(c) Indicate figures to retain in computing the product, 

(d) Indicate the proper number of ^urea to retain in each 
part of the computation 

if Af = JMa X Trts— nil X m* . 

10. Given the following weighii^ and their deviation 
measures: — 

??ii= 241.631 gms. ± 0.25 per cent. 
1712 = 5020.124 gms. ± 0.98 gms. 
ma- 10.005 gms. ± 1 part in 1,000 
m4= 7141.110 gms. "probable error" = ±0.603 gms. 
(a) Indicate superfiuous figures. 

(&) Which is the most and which the least precise quantity? 
(c) Indicate ^ures which should be retained in each quantity 
in computing their sum. 

((f) Indicate figures which should be retained in each quantity 
in computing their product. 

{e) Indicate figures which should be retained in each quantity 

in computing M = "*' ^ "^ + m*. 

11. Given the following measurements of the lei^h of a 
rod and their precision measures: — 

24.316 cm. ±0.028 cm. 

24.3922 cm. ± 6 parts in 1,000 

24.3184cm. "probable error" ±0.0121 cm. 

24.3091 cm. ± 0.12 per cent. 

24.3100 cm. ±0.0152 cm. 
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(a) Indicate superfluous figures. 

(6) Indicate the order of reliability of the results. 

(c) Compute the relative "weights." 

{d) Compute the weighted mean. 

12. Given the following independent detenninations of the 
E.M.F, of a certain cell: — 

1.4273 volts ±0.0014 volt 
1.4291 " ± 0.15 per cent. 
1.4278 " ± 1.6 parts in 1,000 

Find the relative "weights" of the determinations and indicate 
how to compute the weighted mean. 

13. Four independent observers determine the value of a 
resistance of approximately one ohm to 0.10 per cent., 0.0030 
ohm, one part in five hundred, and with a "probable error" 
of 0.000S5 ohm, respectively. What are the relative reliabilities 
of the determinations and their respective weights? 

14. The mean of sixteen comparisonB of a yard scale and a 
standard meter scale gave the result: — 

lyard=0.91449m. A.Z).= ±0.00011 m. 

If there is a residual error of ±0.007 cm. in the meter scale 
after all sources of constant error have been corrected for, to 
what fraction of an inch is the value of the yard reliable? If the 
meter scale were correct at 0° C. and used at 20° C, how large 
a constant error (in inches) would result if its expansion were 
neglected, assuming that it expanded 0.0025 per cent, per 
d^ree? 

15. If a distance of approximately 10 feet is measured to 
one-tenth of 1 per cent., what is its average deviation, percentage 
deviation, and probable error if the distance is expressed in 
meters? 1 meter=39.370 inches. 

16. Compute M from the following data, without slide rule or 
li^arithm tables, in the shorted possible way, retaining only 
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two uncertAiu Sguree at any stage of the computation and 
in the result; state the time it takes you to make computation. 

Ml = 1 .04329 ± 0.20 per cent. 
3fa=0.1062±.O011 
a -0.00503, error n^;Iigible. 

17. Compute the temperature t from the following data by 
the shortest posnble method, rejecting all figures at each step 
of the computation which do not affect the second uncertain 
place of %ure8 in the result. (Use methods of approximation, 
see Table II, Appendix, whenever posfflble.) 



P'-p- A + — : El) 



t 

ap, 

p,=92H8mm. ±0.10 mm. 

p. =672.29 mm. ±0.10 nmi. 
a>«0.00367, error negligible 
ft -'0.000027 reUable to two figures 

ii =20.0° ±0.1" 
r -0.0173 ±0.0010. 



18. Calculate the specific gravity of a Uquid from the follow- 
ing data in the shortest possible way consistent with the pre- 
cision of the measurements. 



wi-b l + k(t3-ti) Oil 

101=36.1432 gms. ±0.0014 gm. 
103=39.2764 gms. ±0.0012 gm. 
fe = 10.1211 gms. ±0.0011 gm. 
(1=20.0" ±0.1° 
^=25.0° ±0.1" 
jfc= 0.000026 
D(,= 0.99825 
0*,= 0.99710. 
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PrtMerra illustrating the General or Demotion Method. 
RmdtatU EffecU. 

19. A standard clock pendulum A beating seconds is electri- 
cally connected with a pendulum. B so that the time when they 
swing in phase can be accurately noted. Suppose it is found 
from a series of observations that tiie average time between 
"coincidences" is m=67.2 seconds ± 1.1 seconds. If B loses 
on A, compute it« time of vibration and deviation measure in 
seconds. „ 

How many places of logarithms should be used in computing t? 
Why? 

20. An area as measured by a planimeter is 5.143 square 
inches. Hie planimeter has a constant error of + 0.012 square 
inch per square inch. The average accidental error of the 
measurement is ± 0.025 square inch. What is the corrected 
area and it« numerical and percentage deviation? 

' 21. A stop watch loses regularly at the rate of 1.2 seconds in 
15 minutes and the uncertainty of stopping and startii^ the 
second hand is ±0.1 second in each case. If a runner makes 
a one-mile record in 4 minutes 35^ seconds by the watch, 
calculate the true time and its maximum and average deviation 
measure expressed in seconds and in per cent. 

22. If the experimental error in reading a centigrade ther- 
mometer is ± .05°, what will be the maximum and the aver- 
age deviation of the difference of the readings in ice and in 



23. If X=a an $, compute X approximately and its devia- 
tion measure from the following data : — 

0=0.00017592 cm., error negligible. 
9=45° ±10". 

How many places of logarithms should be iised? 
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2i. It y=T an$ where 9=60° approxmiately, compute de- 
viation in 1/ if is uncertain by ±0.1". How many figures 
should be retained in t in computii^ y ? 

25. A 10-ohm coil is standard at 15° C. Compute its resist- 
ance at 30° C. together with its precision measure if the tem- 
perature is measured to ± 0.1 of a degree. With what precision 
can the increase in resistance between 30° and 60° be computed 
if each temperature is uncertain by ± 0.1°? 

Ri = Ris[l + 0.0Oil ((-15)]. 

26. Two sides, a, b, and the included an^e 9 of a lot of land 
are measured as follows: — 

a=10l.81ft. ±0.21ft. 
6=200.42 ft. ±0.52 ft. 
9=45° ±0.5°. 
Compute the approximate length of the third aide c and its 
numerical and percentage deviation. 

(?=a' + l^ — 2abcose. 

27. The length of a physical pendulum is given by the 
expression _ i 

where r = ^ diameter of ball = ~> and k = distance of knife edge 
to the top of the ball. 

Suppose h = 100.03 cm. ± 0.03 per cent. 
d = 6.252 cm. ±0.028 cm. 

Compute I and resultant average deviation, using correct 
number of significant ^ures in each term of the formula. 

28. A specific gravity determination by Archimedes principle 
gave the following results: — 

weight of substance in air = 10.2431 gms. ± 0.0004 gm. 
weight of substance in distilled water at 20° C. = 0.0422 gms. 

± 0.0010 gm. 
density of water at 20° C. = 0.99825. 
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Compute specific gravity and its precision measure, using 
the correct number of places of significant figures throughout 
computation. Is the correction for reduction of weighings to 
vacuo negl^ble in this case, and why? 

29. Given the following data on the specific gravity of a 
substance lighter tirnn water. 

Weight of substance in air = 20.425 gma. 

Weight of substance and sinker 

immersed inwater at 20.0° C. = 9.721 gms. 
Weight of sinker immersed in 

water at 20.0" C. = 11.034 gms. 

If the weighing in air is good to ± 0.001 gm. and the we^- 
ings in water are each reliable to ± 0.03 per cent., compute the 
specific gravity of the substance referred to water at 20.0° C. 
and its numerical and percentage deviation. 

30. A certain alloy is found to contain 2.0136 grams copper 
and 0.8241 gram silver, these analyses being reliable to ± 0.0010 
gram each. Compute the pereent^e composition of the aUoy 
and the d^ree of precision with which this is known. 

31. Neglectii^ corrections for "stem exposure" and expan- 
sion of. the thermometer bulb, the temperature of a constant 
volimie air thermometer is given by the expression 



Suppose measuremeuta gave 

Po - 760.31 nmi. ±0.12 mm. 
p, = 795.47 mm. ±0.17 mm. 
a = 0.003670, error negUgible. 

Compute t and its deviation measure. 

32. Suppose the mean disk setting of a photometer is 
a= 200.1 cm. ±1.2 cm. 
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Compute the caudle-power of the light, aamiming the standard 
candle used in the test to be butning at its normal rate. Calcu- 
late the deviation of the result in candle-pow^ and in per cent. 

L o* 

to (candle) (300 -a)*' 

33. A lena is placed at a distance p =» 100 cm. ± cm. from 
a light source, the image of which on a screen is found to be 
p' = 150.5 cm. beyond the lens. If this measurement ia un- 
certain by ± 1.5 per cent., compute the focal length of the 
lens and its deviation measure. 

Ul + l. 



34. Given 



/ eo8»9 



r ■= 5 feet ± 0.50 per cent. 
tf-45''±I.O'' 
7 — 100 = constant. 
Compute L and its resultant deviation. 

35. The index of refraction of .a priam is given by the formula 
. D + a 



If D-'SO" and a = 60° approximately and each is measured 
to ± V, compute the approximate value of n and its average 
deviation. 

36. I=K tan 9 for a tangent galvanometer, where 

J£: = 1.963 ±0.002 
is a constant. If the deviation in reading any deflection 6 is 
±0.1°, compute the value of / and its deviation measure for 
e=45°ande=60°. 

37. If I=K sin d compute the value of the current / and 
its resultant deviation for a deflection =45° ±0.1°, the gal- 
vanometer constant being fi = 4.107 ±0.008. 
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38. Given two coils of wire whose approximate reeiatances 
are J?i-10 ohma and ^2 = 15 ohms respectively. If the re- 
sistance of each coil is measured to the nearest ± 0.01 ohm, 
compute the uncertainty in the computed combined resistance 
of the coils when connected 

(a) in series R'=Ri + Ra. 

(6)mpanJldiJ=^!j^- 

39. The capacity of a spherical condenser is ^ven by the 

-Ti 

ri= 10.0010 cms. ± 0.0019 cm. 

rs- 15.0000 cms. ± 0.0044 cm. 

X- 2.0130 ±0.0012. 
Calculate C and its resultant deviation measure; the per- 
centage deviation in the numerator; the deviation measure of 
the denominator expressed in centimeters. 

40. Given two resistances A and B, each known to A per 
cent.; A='2 ohms approximately, B = l ohm approximately. 
If settings on a slide wire bridge are 1^ = 660 mm., and (« = 
340 mm. approximately and tJiese are each known to ± 0.2 mm:, 
compute tiiB deviation measure of n, where 

IaB-IbA 
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Problems ilhi^ratitig the General or Dematum Method. 
Equal Effects. 

41. If a lO-ohm coil is used as a standard resistance, how 
precisely must its temperature be meaam^d in order that its 
resistance Rt may be relied upon to 0.02 per cent.? To the 
nearest 0.01 ohm? 

fl(=BiB [1+0.0041 {("-IS")]. 

42. To what fraction of a gram should a piece of aluminum 
be weighed in air and in water, respectively, in order that its 
computed specific gravity may be reliable to one part in a thou- 
sand? The approximate weight of the sample in air i325grams 
and its specific gravity is approximately 2.7. 

43. A substance weighs approximately 20 grams in air and 
5 grams when immersed in water. How accurately should these 
weighii^s be made if the computed specific gravity is desired to 
0.1 per cent.? 

44. The expression for the stem exposure correction of a 
mercurial thermometer is 

c = 0.000156 nit — t,), 
where ( = observed temperature = 100° approximately, 

t, = temperature of exposed stem = 20° approximately, 
n = number of degrees exposed = 80° approximately. 

If it is desired to compute this correction to the nearest 
± 0.1°, how precisely must (, (,, and n be known? 

45. The linear expansion of an iron bar is j3=0.0000121. 
The rod is approximately 10 feet loi^. How precisely should 
its temperature be known at 15° C. and 100" C. respectively in 
order that its expansion between these temperatures may be 
calculated to ± 0.001 inch? To 1 per cent.? 

46. The side be of a triangular lot is to be computed from the 
followii^ measurements: 
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Angle cab = 30° approximatdy. 
Angle cba = 45° approximately. 
Side ab = 2S0 feet approxiniately. 
If be is to be reliable to ±0.12 foot, how precisely should 
the angles and side ab be measured 7 

47. A distance AB which is inaccessible is to be measured 
from observations made from point C at the apex of a triangle 
with AB as base. 

a=AC = 150 feet approximately. 
b=BC= 200 feet approximately. 
6 = LACB = 45'' approximately. 
If AB is desired to ± 0. 1 foot, how precisely should a, b, and S 



be measured? 



AS* - a' + &* — 2a6 cos, fl. 



48. Given a triangular lot of land whose three sides are a, b, 
c, respectively. a= 120 feet approximately; &=180 feet ap- 
proximately. The angle 6 between a and 6 is about 45°, It is 
desired to find the area of the triangle to 0.12 per cent. How 
precise^ should a, b, and 8 be measured? 

Area=!iai sin 8 

49. The index of refraction of a substance is given by the 

sin i 

If i = 45° and r = 30° approximately, how precisely should 
these angles be measured in order that the computed value of 
n shall be reliable to one part in one thousand? 

60. Given two coils of wire whose approximate resistances 
are Bi = l ohm and jB2=100 ohms, respectively. How pre- 
cisely should each be measured if their combined resistance is 
to be reliable to ± 0.1 per cent., when (o) they are connected 
in series, (b) they are connected in parallel? 

61. The E.M.F. of a certain cell is given by the formula 

C\ 
E^O.OBTl log TT volts. With what precision must Ci and Ca 
(-a 
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be known if the computed value of £ is to be rdiaUe to ±0.001 
volt? Ci = 100 and Ca— 1 approximately. 

52. A 64 (approximately) c.p. light is compared with a 
Btandard 16 c.p. incandescent lamp which ma.y be considered 
correct to within 0.2 per cent. The lights are placed 100 inches 
apart at the ends of a photometer bar. If the candle power of 
the light is computed from tiie mean of four Bunsen disk set- 
tings, what is the allowable deviation of the mean, if the result 
is to be reliable to 1 per cent.? What will be the aUowable 
deviation of a single disk settii^? 
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problems iUuatraiing the Perceatage Method. 
Re»uUarU Effects. 

53. li M=mi (ma' — o) show that the resultant deviation in 
M cannot in general be expreeeed in terms of the percentage 
deviations of nti and nt2- Is this necessarily true under aD 
drcumstances? Why? 

54. If the modulus of elasticity of a specimen of steel is 
found to be 20,140 kilograms per square millimeter ± 80 kilo- 
grams per square millimeter, compute its value in pounds per 
square inch and its deviation in these units and in per cent. 

I Kgm. = 2.2046 lbs. ; 1 inch - 25.400 mm. 

55. In computing the area of a circle A = 

error will be introduced in A by assuming "■ = -=-? 
Is this error determinate or indeterminate? 

56. The diameter of a sphere is approximately six inches. 
If the average diameter varies by ±0.1 per cent., what varia- 
tion in cubic inches will this produce in the volume? If the 
variation in the diameter is ±0.0020 inch, what uncertainty 
will result in the volume? 

57. If the value of t is assumed to be ^, find the resulting 
deviation, fractional deviation, and percentage deviation in 
the computed volume F of a sphere approximately 10 cm. in 
diameter. If the averse diameter of the sphere itself is un- 
certain by ± .010 cm., what is the deviation produced in the 
volume? How many places of figures should properiy be 
retained in ir under these circumstances ? 

58. The dimensions of a ri^t cylinder are found to be aa 
follows: — 

lei^ =12.183 cm. ±0.024 cm. 

diameter = 8.242 em. ±0.016 cm. 

Find the volume and its deviation measure, indicating 



,y Google 



proper number of significant figurea at each step of the com- 
putation. 

59. Given the following measuremeiits on the thickness k, 
and the diameter d, of a piece of brass in the form of a right 
cylinder: — 



I in cm. 


dia cm. 


1.0472 


3.9903 


1.0399 


3.9967 


1.0445 


3.9892 


1.0429 


3.9970 


1.0483 


3.9803 


1.0435 


3.9931 


1.0491 


3.9928 


1.0467 


3.9981 


1.0412 


3.9981 



Find the proper values of h, d, and t, to be used in com- 
puting the volume of the cylinder to the number of significant 
figures warranted by the above data. Calculate the fractional 
deviation and percenti^ deviation of the computed volume. 

60. The seconds pendulum of a clock expands 0.05 per cent, 
per degree Centigrade. How much would the clock lose per 
day if the temperature is 5° above that for which the pendulum 
beats true seconds? ,-j 

61. The time of swing of a half-eecond pendulum is measured 
to 0.20 per cent. The length is measured to 0.10 mm. Find 
the precision of the computed value of g. 

62. If a body falls freely imder the influence of gravity (air 
resistance neglected) through a distance of 10 meters, which is 
measured to ± 0.5 cm., and the value of g ia known to ± 0.03 
per cent., calculate the time of fall and its precision measure 
in seconds. , 
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PBOBLEUS 97 

63. Suppoae that fifty 16 c.p. incandescent lamps are used 
on the average'2 hours a day for 4 weeks. Each lamp takes 0.5 
ampere at 110 volts. Calculate the total amount of enei^ 
consumed in Joules. If this energy is measured by detenuining 
the aven^ current and voltage by an ammeter and voltmeter, 
each of which reads uniformly 2 per cent, too high, how much 
overcharge would there be on your hghting bill if the cost of 
electiical enei^ is 10 cents per kilowatt hour? 

If the average voltage and current are uncertain by ± 1.1 
volts and ±0.0050 ampere, respectively, what uncertainty 
would there be in the total electrical enei^ consiuned, and in 
its value in dollars and cents? 

64. Calculate the cost of electrical energy required to run 
an electric heater for 24 hours if the average resistance is 200 
ohms ±2 ohms and average current is 10 amperes ±0.10 
ampere, the chaise for power being 5 cents per kilowatt-hour. 
Find the maximum and average uncertainty in the computed 
cost resulting from the above uncertainty in the current and 
resistance. 

65. The resistance of a metal bar is determined by measuring 
the drop in potential between its ends and the corresponding 
current flowing through it. Suppose mean measurements gave 

I = 11.431 amperes ± 0.022 ampere, 
E = 0.5073 volt ± 0.0010 volt. 
Compute the resistance of the bar and its deviation in ohms. 

66. Given a wire whose resistance at 15" C. is 

Ris = 10.000 ohms. 
Its reastance at t° is given by the expression 

fi,-iii6[l +0.000511 ((-15)]. 
Calculate the amount of heat, H, generated in 1 hour in the 
wire by a current of 10.10 ampCTes if the wire is immersed in a 
bath at 45° C. H = PSt. 

If the temperature t is measured tci ± 2.0°, the time to ± 1 
second, and the current to ±0.01 ampere, calculate the de- 
viation in H. 
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Problems iHuOrating the Percentage Method. 
EgwU EffeOa. 

67. How precisely ehould the dimeofiions of a rectanguliu' 
Blab, the approidmate length of the edges of which are a = 1 foot, 
6=2 feet, and c = 6 inches, respectively, be ground and measured 
in order that the computed volume may be known to ± 0.005 
cubic foot ? How precisely should the density and volume be 
Imownj if the weight of the slab ia desired to 1 per cent.? 
Density =4 approximately. 

68. If Uie diameter of a sphere and the diameter and length 
of a right cylinder are approximately 10 centimetera, how pre- 
cisely, in centimeters, should each of them be messured if the 
computed volume of the sphere and of the cylinder is desired 
to 1/10 per cent, respectively? 

69. If it is desired to compute the area of a circle approxi- 
mately "10 sq. cm. in area to 5 parte in 10,000, how precisely 
should the diameter be known ? How many places should be 
retuned in t in the computetion ? 

70. The ratio of the length of the arms of a balance is given 
by the expression 

lei^th right arm "yjWi 
length left arm -^^ 

where Wi and Wr are the observed weighte of a given mass when 
weighed in the left and right hand pan, respectively. If the mass 
weighs approximately 20 grams, with what precision must Wi 
and Wr be determined in order that the ratio r may be reliable 
to 0.01 percent.? 

r* h 

71. If S == oT + 9 *^d '* ^ desired to determine R to 0.S per 

cent., calculate the necessary precision (in millimeters) in h and 
in r if approximate measurements give h = b mm. and r = 50 mm. 

72. If the focal length of a piano convex lens is given by Uie 
expression j j 

p = (n-l) p' 
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PBOBLEHB 99 

how precisely should n and R be known if the computed value 
of f is to be reliable to ± 1 per cent.? n = 1.5 approximately; 
B = 10 cm. ^proximately. 

73. The modulus of elasticity of a beam of length I, breadth 
b, and depth d, supported at its ends and loaded at the centre 

Wl* 

deflection produced at the centre. 

It is desired to measure £ to 1 per cent. The error in the 
load W may be neglected. Compute the allowable deviations 
in a, b, d, and I. 

If I — jns — mi = 100 cm. approximately, how precisely should 
the observations mi and ms be made? 

74. In the above problem suppose the approximate measure- 
ments of the beam tested were: lei^h = l meter; breadth — 
4mm.; depth = 10mm. What load would have to be applied 
at the centre of the beam to give a deflection of 0.5 cm., and 
how precisely should all of the data be measured in order that 
the computed result E be reUable to ±100^^? B=20,000 

-^= approximately, 
mm* 

75. Suppose a pendulum approximately 550 feet in length is 
swung from the top of the Washington Monument. How pre- 
cisely should the length and time of vibration be measured in 
inches and seconds, respectively, if the value of g computed 

from these data is to be reliable to 0.67 ir:? 

(second)* 

t = ir -*/— ; 9 = 32 — ^ approximately. 

76. A clock pendulum beats half seconds approximately. 
How precisely should the time be measured in order that the 
computed length of the equivalent simple pendulum may be 
good to 0.1 mm.? 

?=~ = 980.40 ±0.05-^ 
" C sec' 
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100 PROBLEMS 

M 

77. If S = fii^. 

to what precision must the resistances M and N be reliable and 
how closely should the resistance R\ be adjusted if the resulting 
deviation in if is not to exceed 0.05 per cent.? 
Ar = 100ohms; JV = 1 ohm; Ri =5,000 ohms approximately. 

78. A current of approximately 10 amperes is indicated by 
an anmieter connected in series with a metaUic conductor, the 
voltage across the temiinals of which, as shown by a voltmeter, 
is approximately 1 volt. It is desired to measure the resistance 
of the conductor to the nearest 0.0001 ohm. To what fraction 
of an ampere and volt should the inatmments be calibrated 
and read to give this precision? If instead of the resistance, 
the heating eftect of the current in the conductor is desired, 
how precisely should the measurements of /, E, and t be made 
in order that the energy expended may be known to the near- 
est 20 Joules in a run of one-half hour duration? 

79. A certain lamp takes a current of approximately 1 am- 
pere at UO volts. If its resistance under these conditions is 
desired to 0.5 ohm, how precisely should the current and voltage 
be measured? 

80. The indicated horse power (I. H. P.) of an engine is 

given by the expression I. H. P. = 33000 

Suppose for a given engine the approximate values of these 
quantities are as follows : — 

P = 50 lbs. per sq. in. = mean effective pressure. 

L = 2 feet = lengtii of stroke, 

A = Area of piston, the diameter, Z>, of which is 16 inches. 

JV = 100 = number of strokes per minute. 
How precisely should P, L, D, and N be determined in order 
that the computed horse power of the engine may be reliable 
to 1 per cent.? To one-quarter of a horse power? 
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General Problems. 
Method of Sduiion Dependent upon Statement of Problem. 

81. Given the following mean values of the weights of four 
substances with their respective precision measures: — 
mi = 3147.226 gms. A.D. = ± 0.312 gm. 
m2= 100.4211 gms. reliable to ±0.015 per cent. 
ma- 1.0246 gms. probable error P. E. = ±0.0011 gm. 
mi= 404.279 gms. reliable to ± 1 part in 6,000. 

(a) Assuming each measurement independent of the otbets, 
in<Ucate superfluous figures. 

Comparing these measurements with each other, which is the 
most and which is the least precise? 

(b) Find the sum of the above measurements and its pre- 
cision measure, retaining the proper number of significant 
^ures in the computation 

M = mi + m2 + W3 + wi*. 

(c) Find the percentage precision of the product 

M = mi X ma X ma X m* 
and indicate which figures should be retained in each factor in 
the computation of M. 

(d) Suppose the above quantities are combined by the formula 

M = mi X ma — ma X wij, 
compute the precision measure of M and indicate what values 
should be retted for mi, m^, ma, and m^ in the computation of 
M. 

(e) If JIf in problem b is desired to ± 0.010 per cent., how 
precisely should each mass be determined ? 

units, how precisely should each component be measured? 

(s) IS M in problem d is desired to ± 1 part in 10,000, how 
precisely should each component be measured? 

82. Suppose the angle of total reflection (critical an^) 
between a certain liquid and air ia 45° approximately. How 
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precisely akould this angle be meaeured in order that the 
computed value of the index of refraction n of the liquid may 
be reliable to ± 0.5 per cent.? 



83. It is desired to determine the focal length of a plano- 
convex lens, from spherometer measurements. n = 1.5 approx- 

(a) If f is desired to 0.1 per cent., with what precision must 
n and R be determined 7 

(6) If preliminary measurements give r = 40 mm, and A ■"4 
mm., approximately, how accurately must r and h be deter- 
mined to fulfil condition a ? 

84. The index of refraction of a substance as determined by 
the Pulfrich refractometer is given by the relation 



n = 'ViV= — sin'fl, 
where A'' is a constant of the instrument and $ is the measured 
angle. 

If Jtf= 1.62100 ±0.00005 and 9 = 45", approximately, how 
precisely should 6 be measured in order that n may be reliable 
to O.OI per cent.? 

85, AIen8isplaced50cm.±0.10cm.from a light source. The 
image falls on a screen which measurement places at 110.82 
cm. ±0.22 cm. from the light source. Compute the focal 
length of the lens and its numerical and percentage deviation. 

86. The angle of a prism is determined with an optical circle 
by observing the image of the slit reflected from the two sides 
of the fixed prism respectively. Suppose the following read- 
ings are obtained, the vernier A passing through the 360° 
gradation in moving from position 1 to position 2. 
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Poeition 1, vernier A, 280° 10' 20"; vernier B, 100° 9' 40". 
Position 2, vernier A, 40° 20' 10"; vernier B, 220° 21' 30". 

If the uncertainty in each reading of the vernier is ±20", 
compute the angle of the prism and ite sver^;e and percentage 
deviation. Why should an optical circle be provided with two 
verniers for accurate work? 

87. The index of refraction of a substance is given by the 
expression n = tan 0. 

If the polarizing angle 8=57^ approximately, how precisely 
should it be measured in or^er that the computed value of n 
shall be reliable to one part in one thousand 7 

88. The formula for computing the wave length by means of 

a diffraction grating is for second order spectra X = „— sin fl. 

If the gratii^ is ruled 17,296 lines to the inch, and a prelimi- 
nary measurement gives $ = 53° approximately, with what 
precision must be measured, and how should the optical 
circle be graduated to give X to one part in 10,000? 

89. In caUbrating a burette by drawing off water for each 
10 CO. and weighing it in a fiask, how precisely should the weigh- 
ings be made if the calibration is to be reliable to O.OI cc.7 
If the calibration were made with mercury, to what fraction 
of a gram should the weighings be made? Is it necessary to 
note the temperature of the water in this calibration? 

90. It is desired to calibrate a flask to bold 1,000 cc. at 
20° C, the cahbration to be reliable to 0.5 cc. What weight 
(uaii^ brass we^ts sp. gr. =8.5) would you add to the weight 
of the flask empty, so that it would exactly balance the water 
having the desired volume? How precisely would you make your 
we^hings? Would it be necessary to know the barometric 
pressure in liiis case? Why? 

91. If the weight of a substance in air is 

10 =49.7631 ±0.0012 grams 
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104 

aad it is deeired to calculate its weight W in vacuo, how closely 
should the density S of the substance, the density A of the 
balance weighte, and the density o- of the air in the balance 
case be known in order that the correction to be added to w may 
be computed to the nearest 0.0005 gram ? 
Given S = OA,A = 8.4, and tr = 0.0012 approjomately. 
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92. Given the followii^ data on the specific gravity of a sub- 
stance lighter than water. 

Weight of substance in air - 10.1321 gms. ±0.0002 gm. 

Weight of substance and sinker 

immersed in water at 20.0° C. ~ 8.4418 gms. ±0.0020 gm. 

Weight of sinker inamersed in 

water at 20.0° C. = 10.4522 gms. ± 0.0010 gm. 

Compute the specific gravity of the substance referred to 
water at 20.0° C and its numerical and percentage deviation. 
If the density of water decreases 0.18 per cent, between 4" C. 
and 20° C, compute the specific gravity referred to water at 
4° C. How precisely should the temperature of the water at 
20° be determined if this last reduction is to be reliable to 
0.05 per cent.? 

93. A sample for analysis of an alloy of silver we^hs 1.3421 
grams. The silver content is precipitated as silver chloride and 
weighed. 

Weight of platinum crucible empty = 15.1343 grams. 

Weight of platinum crucible plus AgCl = 15.6394 grams. 

If each weighing is liable to an error of ± 0.001 gram and 
the error in the atomic weights of silver and chlorine are neg- 
ligible, calculate the per cent, of silver in the alloy and its devia- 
tion measure. Is any weighing more precise than necessary, 
and if so why? ^^^^^ ^^^^^^^ ^ ^ 107 gg 
Atomic we^t CI = 35.46. 

94. A sample of sodium chloride, NaCl, is analyzed by pre- 
cipitating with silver nitrate and wealing the silver chloride, 
AgCl. 
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Wt. of sample of NaCl =0.5017 gm. ± 0.0005 gm. 
Wt. of AgC] = 1.1817 gms. ± 0.0012 gm. 

Assuming the atomic weight of sodium and chlorine to be known 
to ± 0.1 per cent, and that of silver to be known to ± 0.03 per 
cent, calculate the per cent, of chlorine preeent in the sample 
and the precision with which you can depend upon this result. 
Atomic weights: — 

Na=23.00 Cl=35.46. Ag = 107.88. 

96. The specific heat of a substance by the method of mix- 
tures is expressed by the formula 

„ w (ia — fi) 

Suppose approximate values for the above quantities are 
w = total water equivalent = 500 gms. ± 1 gm. 
W = wt. of substance = 400 gms. ± 1 gm. 
(i= 20° ±0.05°. 
(3= 25° ±0.05°. 
(. = 100° ±0.1°. 
Compute the approximate value of S and its deviation. 

96. The formula for the latent heat of vaporization is 

^_ {wo + k) {h-ti)-w(t.-k) 
w 
If the rise in temperature fe — (1 = 25° — 15° = 10°, tie fall in 
t^nperature of [condensed steam /, — (a = 100° — 25° = 75°, 
the condensed steam u> = 20 grams, and the water equivalent 
uio + A: = l,200 grains approximately, calculate how precisely 
you would determine each of these four factors if r is to be reli- 
able to 0.5 per cent. (Assume r = 540 cal. for steam.) 

97. The value of a resistance X measured by a Wheatstone 
bridge is computed from the relation 
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106 PBOBLBUS 

where Jtf- 10" ±0.005" 

JV-10,000" ±0.1 per cent. 
P- 1,820" ±0.9" 
L—0.021" good to 5 per cent. 
Compute X and its deviation measure. 

98. The specific resistance of a sample of copper measured at 
I°C. is desired at CC. Given; length = 6 meters good to about 
6 mm.; diameter=-1.3051 nun. A.D.k0.0026 mm.; resistance 
at 1°, 0.08051 ohm ±0.00020 ohm; f-'XfC. ±0.1°; temper- 
ature coefficient 0.0042 good to 0.25 per cent. Find probable 
precision of the computed specific resistance. 

99. A resistance X is measured by the "drop" method by 
connectii^ a voltmeter directly across the resistance X, while 
the current in the circuit is measured by an ammeter in series 
with X across 110 volts. 

(a) If X is desired to 0.3 per cent., how closely must the 
meter readings be taken? (6) How accurately should the 
meter resistances be known? 

X is about 150 ohms. 

Resistance of voltmeter is about 15,000 ohms. 

Resistance of ammeter is about 0.1 ohm. 

100. Measurements on two coils A and B by Wheatetone 
bridge method give the following data: — 

Coil K: M= 100 ohms good to -jV per cent. 
JV = 1,000 ohms " " " 
P = 1,019 ohms " " 0.5 ohm. 
Coil B: M = 10 ohms good to ^j- per cent, 
N = 10,000 ohms " " A 
P= 1,373 ohma " " 2 ohms. 
C<»npute the resistance of A and B in series, and its devia- 
tioD measure in per cent. 

Compute the resistance of A and B in parallel, and its devia- 
tion measure in ohms. 

101. The lag angle in an alternating current circuit is given 
by the expression _ watts in circuit 

volts X amperes ' 
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If approximate values in a circuit are: 
watte in circuit =-264, 
volta acroBfl circuit = 110, 
current in amperes in circuit = 4.00, 

how preciaely should each of iheee componeats be measured to 

give tf to 1 per cent.? 

102. In checking an ammeter by copper deposition method, 
the following data were obtained: 

mass of copper deposited, 1.9786 grams, weighing good to 

± 0.2 mill^am ; 

time circuit was closed 1,200 sec. ± 1 second; 

average ammeter reading during run 5.113 amperes ± 

0.011 ampere. 
Elec. chem. equivalent for copper = 0.0003286 good to -^ 
per cent. 
Compute the current in the circuit and its deviation measure 
in per cent. Compute the correction to the meter and its devi- 
ation measure in amperes. 

103. In a 60-cycIe circuit made up of a non-inductive re- 
sistance and a coil of negUgtble resistance, but havii^ consider- 
able inductance, a voltmeter across the terminals of the resist- 
ance reads 88.30 volta ± 0.22 volt; across the inductance it 
reads 65.95 volt«. 

Compute voltage across circuit and its deviation measure in 
volts. 

104. The elevation of a plane table is to be found by measur- 
ii^ the vertical angle to a signal several miles distant whose alti- 
tude is known, and also measuring the distance of the signal. 
If the angle is about 2° and can be determined within 20", and 
the distance measured to within one foot per mile, what is the 
precision of the difference in elevation? tan 2° ^ sin 2° = 0.035. 

105. A quadrilateral A B C D is to be surveyed by chain 
and compass. The side A D is inaccrasible. If A B ^^ 3 chains, 
BC = 10 chains, CD=3 chains, angle A = 86'' 30', angle B = 
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94° 20', aDgle 0=87° 0', ajid all angles reliable to 5', bow pre- 
cieely should chainii^ be done to be consistent with angular 
detenninatiouB? What is the precision of the side A D, and of 
the area? 

106. The hei^t of a chiomey on a biUtop is to be computed 
from the following observations: — 

From a station at the foot of the bill the elevation to the 
base of the chimney is 30°, and to the top 45°, eeicb measured to 
±20". Ilie distance from the station to the base of the 
chimney is 300.0 feet ± 0.2 foot. Compute the height of the 
chimney and lia uncertainty. 

107. The modulus of elasticity E (A & cylindrical wire, of 
length I, cross section g, which when loaded with a weight w is 
elongated by an amount a, is ^ven by the expression 

aq 
o = mi — mo where wii and mo are mean micrometer readings 
when the wire is under a load of w kilc^rams and no load, 
respectively. q=iicd' where d is the mean diameter of the wire. 
Given the following data: — 

/ = 200.11 cm. ± 0.05 cm. 
to = 10 kilf^rams ± 1 gm. 
mi = 9.4255 mm. ± 0.0024 mm. 
mo - 8.2233 mm. ± 0.0012 mm. 
d = 1.002 mm. correct to ±0.2 percent. 
(a) Compute the average deviation and the percentage de- 
viation of q. 

{b) Compute the deviation of a. 

(c) Compute E, using proper number of significant figures. 

(d) Compute resultant percentage error of E. 

(e) Are any of the above data more precise than necessaiy, 
and why? 

108. If it is desired to determine E for the above sample 
of wire to 0.5 per cent., how precisely should the components 
d, m, and ffla be measured, assuming that the deviations in J 
and w can be made negligible? 
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Qveatuma and Problema on Oraphieal Methods. 

109. What coDsideratioiis determine the precision with which 
the constants in the equation of a straight line may be ob- 
tained by the graphical method? With plotting-paper 10 
inches on a side and ruled in twentieths of an inch, explain 
what the extreme limits of precision attainable are. 

110. What is a remdual plot, and what is its use? Explain 
fully. 

111. How would you determine by a graphical method the 
value of the constants a, b, and c in the equation 

y = a + bx + C3? 
from a series of values, xi, yi, X2, ys, etc.? 

112. What is a It^arithmic plot and to what class of prob- 
lems is it apphcable? Explain fully its use by an illustration, 
first, using rectangular co-ordinate paper, and second, using 
logarithmic paper. 

113. I^e heat H generated in a coil of wire in a given time 
varies as the square of the current /. How would you test 
this relation graphically by a series of determinations of H and / ? 

114. How would you test graphically the law that the de- 
flection of a beam loaded at it« centre and supported at its 
ends is proportional to the cube of its length? 

115. From a series of measurements on the time of vibration 
and corresponding length of a pendulum explain how you 
could obtain the mean value of g by treating the data graphi- 
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116. From a series of measurements on the strength of cuiv 
rent I flowing in a circuit of resistance B to which a variable 
(measured) electrometer force E is applied, explain how you 
would find the mean value of R by treatii^ the data by a 
graphical method. 

117. Suppose a current I is measured by a tangent galva- 
nometer for which I = K tan 6. From a series of values of / 
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and corresponding values of 9 explain bow you would find K 
by a graphical method. 

118. The formula for the focal lei^th of a lens is 

i = i + ^. 

f P P 
From a series of measurements on p and p' explain how you 
would Snd the mean value of / by means of a graphical method. 

119. The specific volume of a certain liquid is found to 
increase with increasing temperature somewhat more rapidly 
than corresponds to a linear formula. The plotted data suggest 
that they satisfy the relation v = va + at + bt*. From wc pairs 
of observed values of v and t explain how you would find the 
value of the constants I'd, a, and b. 

120. Draw on a sheet of It^arithmic plotting-paper a set of 
curves for reading oGF directly the squares, cubes, areas, and 
volumes corresponding to any number of three significant 



121. Given the foUowii^ data on the fiow of water in cubic 
feet per minute in a 10-inch sewer pipe, for various grades 
(slopes) of the pipe, expressed in per cent. 

iS~grade in per cent. Q=cubic feet water per minute. 
2.00% 146 

3.00% 170 

4.00% 191 

5.00% . 209 

10.00% 278 

Deduce an empirical formula Q =f(,S) connecting Q and S by 
means of a logarithmic plot, 

(o) on ordinary rectangular plotting-paper, 
(&) on It^arithmic plotting-paper. 
From the formula obtained, compute the quantity of water 
defivered per minute from, first, a 10-inch pipe at 15 per cent, 
grade, second, at 1 per cent, grade. 

Determine these stune values directiy, from your pbt on 
logarithmic paper. 
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APPENDIX. 



TABLE I. 
MATHEMATICAL CONSTANTS. 



QusnIJty. 


Value. 


fiemuk. 


Common 


• 


2.71828 


Bftse of Napierian, natural 


0.434295 


logw. 


0.434295 


Factor to multiply Napier- 
ian logs to convert into 
Common logs. 


9.637784 


1 


2.30259 


Factor to multiply Com- 
moa logs to convert into 
NapierianlogB. 


0.362216 


' 


3.14159 




0.497150 


I/' 


0.318310 


Reciprocal of t. 


9.502850 


H 


9.86960 


Square of x. 


0.9M300 


^ 


1.77245 


Square root of «■. 


0.24S675 


Iradian 


57°17'46" 


57°.2958-206265"-arc 
equal to melius. 




Id^ree 


j^-0.017,4533 Twlian 
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APPROXIMATION FORMULA 

It frequently happens in a computation that a factor of the 
genera] form (1 ± a)" enters where n is a constant and a is 
a quantity whose numerical value is small compared with 
unity. In Buch cases the approximate value of the factor 
given by the first two terms of its expansion may usually be 
substituted in place of the factor itself without introducing an 
appreciable error in the result, and the computation becomes 
thereby decidedly simplified. If the factor is of the form 
(m ± o')" where a' is small compared with m, it may be written 



-(-3"=- 



i" (1 ± a)" and so reduced to the first form. 



Table II. contwns the approximate forms of the factor for 
several values of n, together with the error which would be 
introduced by using the approximation. 



FMtor. 


^"i— 


^aS^"" 


^^^0=.™ 


(1 ± o). 


l±na 


'-^^" 




l±ol' 


l±2a 


«• 


0.0001 


i±4- 






0.0003 


l±<i< 




6o' 


0.0006 




l±ia 


— la* 


—0.00001 


lial 


1±}« 


~w 


—0.00001 


l±«-> 


1T» 




0.0001 


X±o)-' 

i±.ri 


It 2a 


.a* 


0.O0O3 


l|)o 


a* 


0.00004 


ii ± . -1 


iTia 


w 


0,00002 



For (1 ± a) (1 ± 6) (1 ± e) use (1 ± a ± (. ± c). 

For Vmimi use ^^-5 — when mi and trn are nearly equnL 
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TABLE III. 
SQUARES, CUBES, RECIPROCALS. 



No. 


Square, 


Cube. 


Reoip. 


No. 


Square. 


Cube. 


Redp. 


1.0 


1.00 


1.00 


1,00 


5,5 


30.3 


166. 


.182 


1.1 


1,21 


1,33 


0.909 


6.6 


31.4 


176. 


.179 


1.2 


1.44 


1.73 


.833 


5,7 


32.5 


185. 


.175 


1.3 


1.69 


2,20 


.769 


5,8 


33,6 


195. 


.172 


1.1 


1.96 


2,74 


.714 


6.9 


34.8 


205. 


.169 


1.5 


2,25 


3,38 


.667 


6.0 


36.0 


216. 


.167 


1.6 


2.56 


4.10 


.625 


6,1 


37,2 


227. 


.164 


1.7 


2.89 


4,91 


,583 


6,2 


38.4 


238. 


.161 


1.8 


3,24 


5.83 


.656 


6.3 


39.7 


250. 


.159 


1.9 


3.61 


6.86 


.526 


6,4 


41.0 


262. 


.156 


2.0 


4.00 


8.00 


.500 


6.5 


42.3 


275. 


.154 


2.1 


4.41 


fi,26 


.476 


6,6 


43,6 


287. 


.152 


2.2 


4.84 


10.6 


.455 


6.7 


44,9 


301. 


.149 


2.3 




12.2 


.435 


6.8 


46,2 


314. 


.147 


2.4 


5!76 


13.8 


.417 


6.9 


47,6 


329. 


.145 


2.5 


6.25 


15.6 


.400 


7.0 


49,0 


343. 


.143 


2.6 


6.76 


17.6 


.385 


7.1 


50.4 


358. 


.141 


2.7 


7.29 


19,7 


.370 


7.2 


61,8 


373. 


.139 


2,8 


7,84 


22,0 


.357 


7.3 


63,3 


389. 


.137 


2.9 


8,41 


24.4 


.345 


7.4 


54.8 


405. 


.135 


3.0 


9,00 


27.0 


.333 


7.5 


56.3 


422. 


.133 


3.1 


9.61 


29.8 


.323 


7.6 


57.8 


439. 


.132 


3.2 


10.2 


32.8 


.313 


7,7 


69,3 


457. 


.130 


3.3 


10. B 


35.9 


.303 


7.8 


60.8 


475. 


.128 


3.4 


11.6 


39.3 


.294 


7.9 


62.4 


493. 


.127 


3.6 


12.3 


42.9 


.286 


8.0 


64.0 


512. 


.125 


3.6 


13.0 


46,7 


.278 


8.1 


65,6 


631. 


.123 


3.7 


13.7 


50.7 


.270 


8.2 


67.2 


551. 


.122 


3.8 


14.4 


. 64,9 


,263 


8,3 


68,9 


672. 


.120 


3.9 


15.2 


69.3 


.256 


8,4 


70.6 


593. 


.119 


4.0 


16. 


64,0 


.250 


8,5 


72.3 


614. 


.118 


4.1 


16,8 


68.9 


.244 


8.6 


74.0 


636. 


.116 


4.2 


17.6 


74,1 


.238 


8,7 


75.7 


659. 


.115 


4.3 


18,5 


79.5 


.233 


8,8 


77.4 


681. 


.114 


4.4 


19,4 


85,2 


.227 


8.9 


79.2 


705. 


,112 


4,6 


20,3 


91.1 


.222 


9.0 


81.0 


729. 


.111 


4.6 


21.2 


97.3 


.217 


9.1 


82,8 


754. 


.110 


4,7 


22.1 


104. 


.213 


9.2 


84,6 


779. 


.109 


4,S 


23.0 


111. 


.208 


9.3 


86,5 


804. 


.108 


4,» 


24.0 


118. 


.204 


9.4 


88.4 


831. 


.106 


6.0 


25.0 


125. 


.200 


9,5 


90,3 


857. 


.105 


6.1 


2G.0 


133. 


.196 


9.6 


92,2 


885. 


.104 


6.2 


27.0 


141. 


.192 


9-7 


94,1 


913. 


.103 


6.3 


28,1 


149. 


.189 


9.8 


96,0 


941, 


.102 


6.4 


29.2 


157. 


.185 


9.9 


98.0 


970. 


.101 
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TABLE IV. 
FOUR PLACE LOGARITHMS. 
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